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Appendix C

Calibration certificate

1. Dipole

D750V3-SN1210

D835V2-SN4d256

D1750V2-SN1105

D1900V3-SN5d114

D2450V2-SN1038

D2600V2-SN1180

2. DAE

DAE4-SN 1428

DAE4-SN 1374

3. Probe

EX3DV4-SN 3962

EX3DV4-SN 3982
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