








The Monitor (The Pager)
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Battery Cover & Batteries

To comply with shipping and warehouse regulations we have to ship the monitor
(pager) without the batteries inside of the pager. We have included a small
screwdriver and shipped it with the battery cover unscrewed for your
convenience!

Simply insert the 2 x AA batteries [the most common ones| in the battery
compartment following the + and - symbols. Cover the battery compartment
with the battery cover and screw it with the screwdriver provided. The life of the
battery will vary based on usage. You are ready to start using your pager!

NOTE: unlike the batteries in the built-in transmitter module of the bed sensor
pad and chair sensor pad, which can't be replaced, the 2 x AA batteries of the
monitor CAN be replaced.
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