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APPENDIX B EUT TEST POSITION PHOTOS 
 

Liquid depth ≥ 15cm 
 
Phantom Type: Twin SAM Phantom ; Type: QD000 P40 CD; Serial: TP:1744 
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Front to Phantom (0mm) Setup Photo 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 


