












































R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 53.4 -2.9 52.4 -3.5 -1.0 -0.6

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 49.6 -4.2 50.7 -4.1 1.1 0.1

Return loss(dB)
Measure Date

Difference

-27.2 -27.7 1.7%

Dipole750 Body TSL Target Value Measure Value Difference

Dipole750 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
0.4%-27.5 -27.6



















R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 50.9 -3.2 52.9 -1.3 2.0 1.9

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 47.9 -4.8 49.2 -3.7 1.3 1.1

Return loss(dB)
Measure Date

11.1%

Difference

-29.7 -30.2 1.6%

Dipole835 Body TSL Target Value Measure Value Difference

Dipole835 Head TSL Target Value Measure Value

-25.5 -28.3
15-Jan-18

15-Jan-18



















R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 48.4 -3.2 47.4 -0.6 -1.0 2.6

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 44.4 -3.2 44.0 -3.4 -0.4 -0.2

Return loss(dB)
Measure Date

Difference

-28.7 -31.2 8.8%

Dipole1800 Body TSL Target Value Measure Value Difference

Dipole1800 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
-2.8%-23.3 -22.6



















R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 53.9 5.6 52.6 4.1 -1.3 -1.5

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 48.0 5.2 51.7 5.3 3.7 0.1

Return loss(dB)
Measure Date

Difference

-23.7 -26.5 11.7%

Dipole1900 Body TSL Target Value Measure Value Difference

Dipole1900 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
1.6%-24.9 -25.3



















R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 55.3 5.3 53.5 6.2 -1.8 0.9

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 52.1 7.0 53.7 5.9 1.6 -1.1

Return loss(dB)
Measure Date

Difference

-23.0 -23.3 1.4%

Dipole2450 Body TSL Target Value Measure Value Difference

Dipole2450 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
2.8%-22.9 -23.5



















R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 49.4 -6.3 53.5 -3.6 4.1 2.7

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 46.1 -4.8 48.8 -5.4 2.7 -0.6

Return loss(dB)
Measure Date

Difference

-24.0 -26.3 9.5%

Dipole2600 Body TSL Target Value Measure Value Difference

Dipole2600 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
5.2%-23.8 -25.0





























R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 49.3 -5.8 51.9 -7.2 2.6 -1.4

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 48.6 -4.0 46.9 -2.3 -1.7 1.7

Return loss(dB)
Measure Date

Difference

-24.6 -22.8 -7.5%

Dipole5250 Body TSL Target Value Measure Value Difference

Dipole5250 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
2.6%-27.3 -28.0



R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 50.5 -0.8 50.8 -1.3 0.3 -0.5

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 50.8 1.4 49.8 -1.8 -1.1 -3.2

Return loss(dB)
Measure Date

Difference

-40.8 -36.7 -10.1%

Dipole5600 Body TSL Target Value Measure Value Difference

Dipole5600 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
-1.9%-35.7 -35.0



R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 56.6 0.9 56.8 1.5 0.2 0.6

Return loss(dB)
Measure Date

R(Ω) X(jΩ) R(Ω) X(jΩ) R(Ω) X(jΩ)
Impedance 56.9 3.0 57.3 3.7 0.4 0.7

Return loss(dB)
Measure Date

Difference

-24.1 -23.7 -1.7%

Dipole5750 Body TSL Target Value Measure Value Difference

Dipole5750 Head TSL Target Value Measure Value

15-Jan-18

15-Jan-18
-3.4%-23.1 -22.3
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