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Appendix C 
 

Calibration certificate 
 
1. Dipole 
D750V3-SN 1214 
D835V2-SN 4d161 
D1950V3-SN 1218 
D2450V2-SN 922 
2. DAE 
DAE4-SN 1327 
3. Probe 
EX3DV4-SN 3923 
 








































	Appendix C Calibration certificate
	D750V3-SN 1214(2022-02-07)
	D835V2-SN 4d161(2020-08-28)
	001
	002
	003
	004
	005
	006

	D1950V3- SN 1218(2023-05-04)
	D2450V2-SN 922(2020-08-27)
	001


