N0.115Z243256-SEM04
Page 53 of 55

©Copyright. All rights reserved by CTTL.



g
S

N0.115Z243256-SEM04
Page 54 of 55

Dipole E-Field measurement @ 1880MHz/E-Scan - 1880MHz d=15mm/Hearing Aid Compatibility Test (41x181x1):

Interpolated grid: dx=0.5000 mm, dy=0.5000 mm
Device Reference Point: 0, (), -6.3 mm

Reference Value = 138.0 V/m: Power Drift = -0.01 dB
Applied MIF = 0.00 dB

RF audio interference level = 39,08 dBV/m

Emission category: M2

MIF scaled E-field

Grid 1 M2 Grid 2 M2

38.81 dBV/m |38.94 dBV/m

Grid 3 M2

38.72 dBV/m

Grid 4 M2 Grid 5 M2

36.8 dBV/m |36.92 dBV/m

Grid 6 M2

36.81 dBV/m

Grid 7 M2 Grid 8 M2

38.98 dBV/m 39,08 dBV/m

Grid 9 M2

38.89 dBV/m

0dB=142.0V/m = 43.05 dBV/m
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The photos of HAC test are presented in the additional document:

Appendix to test report no. 115243256-SEM04/05

The photos of HAC test
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