




















2450 MHz Dipole Calibration Certificate
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Accredited by the Swiss Accreditation Service (SAS) Accreditation No.: SCS 0108

The Swiss Accreditation Service is one of the signatories to the EA
Multilateral Agreement for the recognition of calibration certificates

Client CTTL Certificate No. D2450V2-853_Jul24
Beljing
[CALIBRATION CERTIFICATE J
Object D2450V2 - SN: 853
Calibration procedure(s) QA CAL-05.vi2

Calibration Procedure for SAR Validation Sources between 0.7 - 3 GHz

Calibration date July 10, 2024

This calibration certificate documents the traceability to national standards, which realize the physical units of measurements (S).
The measurements and the uncertainties with confidence probability are given on the following pages and are part of the certificate.

All calibrations have been conducted in the closed laboratory facility: environment temperature (22 + 3)°C and humidity < 70%.
Calibration Equipment used (M&TE critical for calibration)

Primary Standards 1D Cal Date (Certificate No.) Scheduled Cal
Power Sensor R&S NRP-33T SN: 100967 | 28-Mar-24 (No. 217-04038) Mar-25
Power Sensor R&S NRP18A SN: 101859 | 21-Mar-24 (No. 4030A315007801) Mar-25
Spectrum Analyzer R&S FSV40 SN: 101832 | 25-Jan-24 (No. 4030-315007551) Jan-25
Mismatch; Short [S4188] Attenuator [S4423] | SN: 1152 28-Mar-24 (No. 217-04050) Mar-25
OCP DAK-12 SN: 1016 05-Oct-23 (No. OCP-DAK12-1016_Oct23) Oct-24
OCP DAK-3.5 SN: 1249 05-Oct-23 (No. OCP-DAK3.5-1249_Oct23) Oct-24
Reference Probe EX3DV4 SN: 7349 03-Jun-24 (No. EX3-7349_Jun24) Jun-25
DAE4ip SN: 1836 10-Jan-24 (No. DAE4ip-1836_Jan24) Jan-25
Secondary Standards ID Check Date (in house) Scheduled Check
ACAD Source Box SN: 1000 28-May-24 (No. 675-ACAD_Source_Box-240528) | May-25
Signal Generator R&S SMB100A SN: 182081 | 28-May-24 (No. 0001-300719404) May-25
Mismatch; SMA SN: 1102 22-May-24 (No. 675-Mismatch_SMA-240522) May-25

Name Function Signature
Calibrated by Paulo Pina Laboratory Technician

Approved by Sven Kohn Technical Manager 4 g

2

Issued: July 10, 2024
This calibration certificate shall not be reproduced except in full without written approval of the laboratory.
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