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CAL-1Li1一。 N CERTIFICATE

O b j e c t         D 7 5 0 V 3 - S N :  1 1 7 3

C a l i b r a t i o n  P r o c e d u r e ( s )           F F - Z 1 1 - 0 0 3 - 0 1

                                                                                            Calibration Procedures for dipole validation kits

C a l i b r a t i o n  d a t e :         J u n e  2 1 ,  2 0 1 8

T h i s  c a l i b r a t i o n  C e r t i f i c a t e  d o c u m e n t s  t h e  t r a c e a b  i l i t y  t o  n a t i o n a l  s t a n d a r d s ,  w h i c h  r e a l  i z e  t h e  p h y s i c a l  u n  i t s  o f

m e a s u r e m e n t s ( S  I ) .  T h e  m e a s u r e m e n t s  a n d  t h e  u n c e r t a i n t i e s  w i t h  c o n f i d e n c e  p r o b a b i - i t y  a r e  g  i v e n  o n  t h e  f o  l l o w i n g

p a g e s  a n d  a r e  p a r t  o f  t h e  c e r t i f i c a t e .

A  l l  c a l  i b r a t i o n s  h a v e  b e e n  c o n d u c t e d  i n  t h e  c  l o s e d  l a b o r a t o r y  f a c i l i t y :  e n v i r o n m e n t  t e m p e r a t u r e ( 2 2 士3 ) °C  a n d

h u m  i d i t y < 7 0 % .

C a l  i b r a t i o n  E q u i p m e n t  u s e d  ( M& T E  c r i t i c a - f o r  c a l i b r a t i o n )

Primary Standards        ID #        Cal  Date(Calibrated by,  Certificate No.)    Schedu 一ed Calibration
Power Meter NRVD
Power sensor NRV-Z5
Reference Probe EX3DV4
DAE4

Secondary Standards

1 0 2 0 8 3        0 1 - N o v - 1 7  ( C T T L ,  N o . J 1 7 X 0 8 7 5 6 )         O c t - 1 8
1 0 0 5 4 2        0 1 - N o v - 1 7  ( C T T L ,  N o . J 1 7 X 0 8 7 5 6 )         O c t - 1 8
SN 7464      12-Sep?1 7(S PEAG, No. EX3-7464-Sep17)        Sep-18
SN 1525      02一○ct-17(SPEAG,No.DAE4-1525一○ct l7)        Oct-18

ID #        Ca 一Date(Ca librated by, Certificate No.)     Schedu 一ed Ca libration
S  i g n a  l  G e n e r a t o r  E 4 4 3 8 C

N e t w o r k A n a l y z e r  E 5 0 7 1  C

MY4 9 0 7 1 4 3 0    2 3 - J a n - 1 8  ( CT T L ,  No . J I 8 X0 0 5 6 0 )         J a n - 1 9
MY4 6 1 1 0 6 7 3    2 4 - J a n - 1 8  ( CT TL,  No . J 1 8 X0 0 5 6 1 )         J a n - 1 9

                              N a m e         F u n c t i o n         .  S i g n a t u r e
Calibrated by

Reviewed by

Approved by

                                                                                                                                    Issued: June 26, 2018
Th is calibration certificate sha l l not be reproduced except in full without written approval of the laboratory.
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G 一。 s s a r y :
T S L         t i s s u e  s - m u  l a t i n g ∣ 一q u i d
C o n v F         s e n s i t i v i t y  i n  T S L  I  N O R M x , y , z
N / A         n o t  a p p  l i c a b l e  o r  n o t  m e a s u r e d

C a l i b r a t i o n  i s  P e r f o r m e d  A c c o r d i n g  t o  t h e  F o l l o w i n g  S t a n d a r d s :
a )  I E E E  S t d  1 5 2 8 - 2 0 1 3 ,  " I E E E  R e c o m m e n d e d  P r a c t i c e  f o r  D e t e r m i n i n g  t h e  P e a k
  S p a t i a 卜A v e r a g e d  S p e c i f i c  A b s o r p t i o n  R a t e  ( S A R )  i n  t h e  H u m a n  H e a d  f r o m  W i r e l e s s
  C o m m u n i c a t i o n s  D e v i c e s :  M e a s u r e m e n t  T e c h n  一q u e s " ,  J u n e  2 0 1 3
b )  I E C  6 2 2 0 9 - 1 ,  " M e a s u r e m e n t  p r o c e d u r e  f o r  a s s e s s m e n t  o f  s p e c i f i c  a b s o r p t i o n  r a t e  o f  h u m a n
  e x p o s u r e  t o  r a d  i o  f r e q u e n c y  f i e l d s  f r o m  h a n d - h e l d  a n d  b o d y - m o u n t e d  w i r e l e s s
  c o m m u n i c a t i o n  d e v i c e s -  P a r t  1 :  D e v i c e  u s e d  n e x t  t o  t h e  e a r  ( F r e q u e n c y  r a n g e  o f  3 0 0 M H z  t o
  6 G H z ) " ,  J u l y  2 0 1 6
c )  I E C  6 2 2 0 9 - 2 ,  " P r o c e d u r e  t o  m e a s u r e  t h e  S p e c i f i c  A b s o r p t i o n  R a t e  ( S A R )  F o r  w i r e l e s s
  c o m m u n i c a t i o n  d e v i c e s  u s e d  i n  c l o s e  p r o x i m  i t y  t o  t h e  h u m a n  b o d y  ( f r e q u e n c y  r a n g e  o f
  3 0 M H z  t o  6 G H z ) " ,  M a r c h  2 0 1 0
d )  K D B 8 6 5 6 6 4 ,  S A R  M e a s u r e m e n t  R e q u i r e m e n t s  f o r  1 0 0  M H z  t o  6  G H z

Additional Documentation:
e) DASY4/5 System Handbook

M e t h o d s  A p p l i e d  a n d  I n t e r p r e t a t i o n  o f  P a r a m e t e r s :
.    M e a s u r e m e n t  C o n d i t i o n s :  F u r t h e r  d e t a  i  l s  a r e  a v a i  l a b l e  f r o m  t h e  V a l i d a t i o n  R e p o r t  a t  t h e  e n d
   o f  t h e  c e r t i f i c a t e .  A l  l  f i g u r e s  s t a t e d  i n  t h e  c e r t i f i c a t e  a r e  v a l  i d  a t  t h e  f r e q u e n c y  i n d  一c a t e d .
.    A n t e n n a  P a r a m e t e r s  w i t h  T S L :  T h e  d i p o l e  i s  m o u n t e d  w i t h  t h e  s p a c e r  t o  p o s i t i o n  i t s  f e e d
   p o i n t  e x a c t l y  b e l o w  t h e  c e n t e r  m a r k i n g  o f  t h e  f l a t  p h a n t o m  s e c t i o n ,  w i t h  t h e  a r m s  o r i e n t e d
    p a r a  l  l e l  t o  t h e  b o d y  a x i s .

.    F e e d  P o i n t  I m p e d a n c e  a n d  R e t u r n  L o s s :  T h e s e  p a r a m e t e r s  a r e  m e a s u r e d  w i t h  t h e  d  i p o l e
   p o s i t i o n e d  u n d e r  t h e  l i q u i d  f i  l  l e d  p h a n t o m  ?T h e  i m p e d a n c e  s t a t e d     一s  t r a n s f o r m e d  f r o m  t h e
   m e a s u r e m e n t  a t  t h e  S M A  c o n n e c t o r  t o  t h e  f e e d  p o i n t .  T h e  R e t u r n  L o s s  e n s u r e s  l o w
   r e f l e c t e d  p o w e r .  N o  u n c e r t a i n t y  r e q u  i r e d
.    E l e c t r i c a l  D e l a y :  O n e - w a y  d e l a y  b e t w e e n  t h e  S M A  c o n n e c t o r  a n d  t h e  a n t e n n a  f e e d  p o i n t .
   N o  u n c e r t a i n t y  r e q u i r e d .
   S A 尺m e a s u r e d :  S A R  m e a s u r e d  a t  t h e  s t a t e d  a n t e n n a  i n p u t  p o w e r .
   S A 尺n o r m a l i z e d :  S A R  a s  m e a s u r e d ,  n o r m a l  i z e d  t o  a n  i n p u t  p o w e r  o f  1  W  a t  t h e  a n t e n n a

                   connector.
   S A R  f o r  n o m i n a l  T S L  p a r a m e t e r s :  T h e  m e a s u r e d  T S L  p a r a m e t e r s  a r e  u s e d  t o  c a l c u l a t e  t h e

          nom inal SAR resu lt .

T h e  r e p o r t e d  u n c e r t a i n t y  o f  m e a s u r e m e n t  i s  s t a t e d  a s  t h e  s t a n d a r d  u n c e r t a  i n t y  o f
M e a s u r e m e n t  m u  l t i p  l i e d  b y  t h e  c o v e r a g e  f a c t o r  k = 2 ,  w h  i c h  f o r  a  n o r m a l  d i s t r i b u t i o n
C o r r e s p o n d s  t o  a  c o v e r a g e  p r o b a b i l i t y  o f  a p p r o x i m a t e l y  9 5 %
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M e a s u r e m e n t  C o n d i t i o n s

？ 壟 旦 週 9 里 三 9 D f 囤 些 旦 ！ 夕 旦 查 1 旦 ！ 旦 § P 9 ！ 里 世 旦 旦 9 D 夕 旦 9 旦 」 — — 一 — — — — 一 — — 「

∣ D A S Y  V e r s i o n                    ∣         D A S Y 5 2               ∣         5 2 . 1 0 . 1 . 1 4 7 6
— — — — — — — — 4 一 — — — — — — — — 一 — —

∣ E x t r a p o l a t i o n                     ∣         A d v a n c e d  E x t r a p o l a t i o n
— — 一 一 — — 一 — — 一 — — — — 一 — — ～ 十 — — — — 一 — —

∣ P h a n t o m               ∣         T r i p l e  F  l a t  P h a n t o m  5 . 1 C
∣ 一 一 — — 一 — — 一 4 — — — — 一 一 — — — — — —

∣ D i s t a n c e  D i p o l e  C e n t e r  -  T S L     ∣      1 5  m m           ∣         w i t h  S p a c e r
— — 一 一 — — 4 — — — — ． — — — — 一 — — — — 一 — —

∣ Z o o m  S c a n  R e s o l u t i o n           ∣         d x ,  d y ,  d z  =  5  m m
∣ — — ． — — ‧ — — 一 叫 — — — — — — 一 一 一 — — — — 一 — — 一 一 — —

∣  F r e q u e n c y                      ∣         7 5 0  M H z 士  1  M H z
  I                                                                                                                                I                                                                 ——1一一一一一一 ——

H e a d  T S L  p a r a m e t e r s

夔義鞋薄封
SAR result with Head TSL

SAR averaged over 1 cm3 (1 g)  of  Head TSL Cond ition

S A R  m e a s u r e d 250 mW input power 2 . 0 2 m W / g

SAR f o r  nom i na  l  He a d  TSL pa r a me t e r s norma l ized to 1W 8. 26mW/ g士18. 8  % ( k=2)

SAR averaged over 10 cm3 (10 g)  of  Head TSL Condition

S A R  m e a s u r e d 250 mW input power 1.34mW/g

S A R  f o r  n o m  i n a l  H e a d  T S L  p a r a m e t e r s n o r ma l i z e d  t o  1 W 5 . 4 5  m W  / g 土1 8 . 7  %  ( k = 2

B o d y  T S L  p a r a m e t e r s

辱莓轟揖莖
S A R  r e s u l t  w i t h  B o d y  T S L
  一 S A R  a v e r a g e d  o v e r  1  C m 3  ( 1  g )  o f  B o d y  T S L    ∣        C o n d i t i o n

  ∣S A R m e a s u r e d                                  ∣     2 5 。 m W   I n p u t p 。 w e r     ∣       2  1 3 m W′g          ∣      — — 一 ． — — 『 一 一 ． — — — — 一 一 一 → — — 一 一 一 一 一 — —
  ∣SAR for  nomina 一Body TSL parameter s            ∣        normal ized to 1W    1 8. 65 mW /g士18. 8 % (k=2)      」                          — — — — — — 一 一 — — — — — — — — — —

           I SAR averaged over 10 cm3 (10 g) of Body TSL      ‘     一 一 — — — — 一 一 一 一 — — — — — — 一 一 一 — — — — — — 一 — — 一 一 — —
  ∣S A R  m e a s u r e d                                ∣        2 5 0  m W  i n p u t  p o w e r      ∣        1 . 4 1  m W  /  g          ——一－

  ∣SAR for nom ina l  Body TSL parameters          一
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A p p e n d i x  ( A d d i t i o n a l  a s s e s s m e n t s  o u t s i d e  t h e  s c o p e  o f  C N A S  L 0 5 7 0 )

A n t e n n a  P a r a m e t e r s  w i t h  H e a d  T S L

I mp e d a n c e ,  t r a n s f o r me d  t o  f e e d  p o i n t 55.20-3.01j0
Return Loss - 2 4 . 9 d B

A n t e n n a  P a r a m e t e r s  w i t h  B o d y  T S L

I mp e d a n c e ,  t r a n s f o r me d  t o  f e e d  p o i n t 52 . 30 - 4 . 51 j 0

R e t u r n  L o s s -26.1 dB

G e n e r a l  A n t e n n a  P a r a m e t e r s  a n d  D e s i g n

Electrical Delay (one d irection)                                                                             。  ?900 ns

A f t e r  l o n g  t e r m  u s e  w i t h  1 0 0 W  r a d  i a t e d  p o w e r ,  o n l y  a  s l i g h t  w a r m  i n g  o f  t h e  d i p o  l e  n e a r  t h e  f e e d p o i n t  c a n
b e  m e a s u r e d .

T h e  d  i p o l e  i s  m a d e  o f  s t a n d a r d  s e m i r i g  i d  c o a x i a l  c a b l e .  T h e  c e n t e r  c o n d u c t o r  o f  t h e  f e e d  一n g  l i n e  i s  d i r e c t l y
c o n n e c t e d  t o  t h e  s e c o n d  a r m  o f  t h e  d i p o l e .  T h e  a n t e n n a  i s  t h e r e f o r e  s h o r t - c i r c u i t e d  f o r  D C - s i g n a l s .  O n  s o m e
o f  t h e  d i p o l e s ,  s m a l l  e n d  c a p s  a r e  a d d e d  t o  t h e  d i p o l e  a r m s  i n  o r d e r  t o  i m p r o v e  m a t c h i n g  w h e n  l o a d e d
a c c o r d i n g  t o  t h e  p o s i t i o n  a s  e x p l a i n e d  i n  t h e  " M e a s u r e m e n t  C o n d i t i o n s "  p a r a g r a p h .  T h e  S A R  d a t a  a r e  n o t
a f f e c t e d  b y  t h i s  c h a n g e .  T h e  o v e r a l l  d  i p 。  一e  l e n g t h  i s  s t i l l  a c c o r d i n g  t o  t h e  S t a n d a r d .
N o  e x c e s s i v e  f o r c e  m u s t  b e  a p p l i e d  t o  t h e  d i p o l e  a r m s ,  b e c a u s e  t h e y  m i g h t  b e n d  o r  t h e  s o l d e r e d
c o n n e c t i o n s  n e a r  t h e  f e e d p o  i n t  m a y  b e  d a m a g e d .

Addi t ional  EUT Data

M a n u f a c t u r e d  b y          I         S P E A G
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D A S Y 5  V a l i d a t i o n  R e p o r t  f o r  H e a d  T S L         D a t e :  0 6 . 2  1 . 2 0 1 8
Test Laboratory: CTTL, Beijing, China
DUT: Dipole 750 MHz; Type: D750V3; Serial: D750V3 - SN: 1173
  Communication System: UID 0, CW; Frequency: 750 MHz; Duty Cycle: 1:1
  Medium parameters used: f = 750 MHz; a = 0.869 S/m; sr = 42.6; p = 1000 kg/m3
   Phantom section: Right Section

DASY5 Configuration:

Probe: EX3DV4 - SN7464; ConvF(10.57, 10.57, 10.57) @ 750 MHz; Calibrated:
9/12/2017
Sensor-Surface: 1.4mm (Mechanical Surface Detection)
Electronics: DAE4 Sn1525; Calibrated: 10/2/2017
Phantom: MFP-V5.1 C ; Type: QD 000 P5I CA; Serial: 1062
Measurement SW: DASY52, Version 52.10 (1); SEMCAD X Version 14.6.1 1
(7439)

Dipole Calibration/Zoom Scan (7x7x7) (7x7x7)/Cube 0: Measurement grid: dx=5mm,
dy=5mm, dz=5mm
Reference Value = 54.00 V/m; Power Drift = 0.03 dB
Peak SAR (extrapolated) = 3.05 W/kg
SAR(1 g) = 2.02 W/kg; SAR(10 g) = 1.34 W/kg
Maximum value of SAR (measured) = 2.70 W/kg

-2.00

-4.00

- 6 . m

- 8 ． m

-1。 ．m

0 dB = 2.70 W/kg = 4.31 dBW/kg
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I m p e d a n c e  M e a s u r e m e n t  P 一。 t  f o r  H e a d  T S L

 T r l  S 1 1  L O g  M a g  1 0 . 0 0 d 日╱ R e f  0 . 0 0 0 d B  [ F 1  D e l ]

     5 。 ． 。 。 不 i 不 而 而 6 而 6 不 i i i 三 兀 乏 萬 兀 百 6 6 刁 i — — 一 — — — — 一 — — — — 一 — — — — 一 — —

 4 0 . 0 0
   3 。 ． 。 。   ∣                                                                                                                                                ∣

           I         I
   2 。 ． 。 。   ∣                                                                                                                                                ∣

                一                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                －
  1 0 . 0 0

          ∣                                                                   ∣
    。 ． 。 。 。 麒                                                                                   必

       一1 0 . 0 0 ∣                一’～——一                                              ——一——一一一        1  I

〞 。 ． 。 。 ∣               ╲ 造 ′ ╱ ′                  ∣
  一3 。 ． 。 。   ∣                                                                                                                                                             ∣

- 4 0 . 0 0
                              ∣                                                                                                                                                                                                                                                                                                                                                          ∣

  一 5 0 . 0 0  1 _ - — 一 — — 一 — — — — 一 — — — — 不 — — — — 一 — — — — 」
＞1 M  S 1 1  S m i t h  ( R + j x )  s c a l e  1 . 0 0 0 u  [ F 1  D e l ]

> 1   7 5 0 . 0 0 0 0 0  M H z    5 5 . 1 6 7 。  一3 . 0 1 1 1

1  S t M . 5 5 0 臃 心 二 — —         I F 日 w  1 0 0  H t '                                             —         S O o o  9 5 0 · 咀 i z
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D A S Y 5  V a l i d a t i o n  R e p o r t  f o r  B o d y  T S L         D a t e :  0 6 . 2 1 . 2 0 1 8
Test Laboratory: CTTL, Beijing, China
DUT: Dipole 750 MHz; Type: D750V3; Serial: D750V3 ?SN: 1173
  Communication System: UID 0, CW; Frequency: 750 MHz; Duty Cycle: 1:1
  Medium parameters used: f = 750 MHz; 6 = 0.936 S/m; sr = 54.56; p = 1000 kg/m3

   Phantom section: Center Section
DASY5 Configuration:

Probe: EX3DV4 ?SN7464; ConvF(10.63, 10.63, 10.63) @ 750 MHz; Calibrated:
9/12/2017
Sensor-Surface: 1.4mm (Mechanical Surface Detection)
Electronics: DAE4 Sn1525; Calibrated: 10/2/2017
Phantom: MFP-V5. I C ; Type: QD 000 P51 CA; Serial: 1062
Measurement SW: DASY52, Version 52.10 (1); SEMCAD X Version 14.6.11
(7439)

Dipole Calibration/Zoom Scan (7x7x7) (7x7x7)/Cube 0: Measurement grid: dx=5mm,
dy=5mm, dz=5mm
Reference Value = 53.99 V/m; Power Drift = -0.02 dB
Peak SAR (extrapolated) = 3.14 W/kg
SAR(1 g) = 2.13 W/kg; SAR(10 g) = 1.41 W/kg
Maximum value of SAR (measured) = 2.80 W/kg

dB
。

-1.98

-3.97

-5.95

-7.94

-9?92

0 dB = 2.80 W/kg = 4.47 dBW/kg
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Impedance Measurement Plot for Body TSL
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