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Accreditations #2-6789 and #2-6814
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This document presents the method and results from an accredited SAR reference dipole calibration 
performed in MVG using the COMOSAR test bench. All calibration results are traceable to 
national metrology institutions. 
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8 LIST OF EQUIPMENT 

Equipment Summary Sheet 

Equipment Manufacturer I
Identification No. 

Current Next Calibration 
Description Model Calibration Date Date 

SAM Phantom MVG SN-13/09-SAM68 
Validated. No cal Validated. No cal 
equired. required. 

COMOSAR Test Bench Version 3 NA 
Validated. No cal !Validated. No cal 
equired. 『equired.

Network Analyzer Rohde & Schwarz 
100203 05/2022 05/2025 ZVM 

Network Analyzer - Rohde & Schwarz 101223 05/2022 05/2025 Ca lib「ation kit ZV-2235 

Calipers Mitutoyo SN 0009732 10/2022 10/2025 

Reference Probe MVG EPG0333 SN 41 /18 05/2023 05/2024 

Multimeter Keithley 2000 1160271 02/2023 02/2026 

Signal Generator Rohde & Schwarz 
106589 04/2022 04/2025 SMB 

Amplifier Aethercomm SN 046 
Characterized prior to Characterized prior to 
test. No cal required. test. No cal required. 

Power Mete「 NI-USB 5680 170100013 05/2022 05/2025 

Directional Coupler Narda 4216-20 01386 
Characterized prior to Characterized prior to 
test. No cal required. test. No cal required. 

Temperature I Humidity 
Control Company 150798832 11/2022 11/2025 Sensor 
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Accreditations #2-6789 and #2-6814 

Scope available on www.cofrac.fr 

This document presents the m巳thod and results from an accredited SAR reference dipole calibration 
performed in MVG using the COMOSAR test bench. All calibration results are traceable to 
national metrology institutions. 
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SAR REFERENCE DIPOLE CAL』BRATION REPORT Ref: ACR. I 78. I 2.20.MYGB.A 

8 LIST OF EQUIPMENT 

Equipment Summary Sheet 

Equipment Manufacturer I
Identification No. 

Current Next Calibration 
Description Model Calibration Date Date 

SAM Phantom MVG SN-13/09-SAM68 
Validated. No cal Validated. No cal 
equired. required. 

COMOSAR Test Bench Version 3 NA 
Validated. No cal !Validated. No cal 
equired. 『equired.

Network Analyzer Rohde & Schwarz 
100203 05/2022 05/2025 ZVM 

Network Analyzer - Rohde & Schwarz 101223 05/2022 05/2025 Ca lib「ation kit ZV-2235 

Calipers Mitutoyo SN 0009732 10/2022 10/2025 

Reference Probe MVG EPG0333 SN 41 /18 05/2023 05/2024 

Multimeter Keithley 2000 1160271 02/2023 02/2026 

Signal Generator Rohde & Schwarz 
106589 04/2022 04/2025 SMB 

Amplifier Aethercomm SN 046 
Characterized prior to Characterized prior to 
test. No cal required. test. No cal required. 

Power Mete「 NI-USB 5680 170100013 05/2022 05/2025 

Directional Coupler Narda 4216-20 01386 
Characterized prior to Characterized prior to 
test. No cal required. test. No cal required. 

Temperature I Humidity 
Control Company 150798832 11/2022 11/2025 Sensor 
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