










CD835V3, serial no. 1213 Extended Dipole Calibrations 

Referring to KDB 450824, if dipoles are verified in return loss (<-20dB, within 20% of prior 
calibration), and in impedance (within 5 ohm of prior calibration), the annual calibration is not 
necessary and the calibration interval can be extended. 
 

<Justification of the extended calibration> 

CD835V3 – serial no. 1213 

835MHz 

Date of 

Measurement 

Return-Loss 

(dB) 
Delta (%) 

Real Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary Impedance 

(ohm) 

Delta 

(ohm) 

9.17.2020 -29.4  48.3  2.8  

9.16.2021 -27.6 -6.14 48.7 0.44 3.5 0.66 

9.15.2022 -27.9 -5.05 46.6 -1.73 1.7 -1.09 

 

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of 
prior calibration. Therefore the verification result should support extended calibration. 
 
  



<Dipole Verification Data> - CD835 V3, serial no. 1213 (Data of Measurement : 09.16.2021) 

835 MHz – Head 

 
  



<Dipole Verification Data> - CD835 V3, serial no. 1213 (Data of Measurement : 09.16.2021) 

835 MHz – Head 
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Stop 1.335 GHz 

Trc2 S11 Smith 200 mu/ Ref 1 U Cal 2 v 

Ch1 Start 335 MHz Pwr -10 dBm Bw 10 kHz Refl OSM P1 

M1 800.000000 MHz 32.096 0 
但049 0 

16.510996 pF 
M2 835.000000 MHz 46.572 0 

j1.711 0 
326.217671 pH 

M3 880.000000 MHz 55.598 0 
-j7.591 0

23.823894 pF 
M4 900.000000 MHz 53.859 0 

-j5.704 0
31.001713 pF 

♦ M5 945.000000 MHz 58.693 0 
j28.943 0 

4.874441 nH 

Stop 1.335 GHz 

<Dipole Verification Data> - CD835 V3, serial no. 1213 (Data of Measurement : 09.15.2022
835 MHz – Head













CD1880V3, serial no. 1203 Extended Dipole Calibrations 

Referring to KDB 450824, if dipoles are verified in return loss (<-20dB, within 20% of prior 
calibration), and in impedance (within 5 ohm of prior calibration), the annual calibration is not 
necessary and the calibration interval can be extended. 

<Justification of the extended calibration> 

CD1880V3 – serial no. 1203 

1880MHz 

Date of 

Measurement 

Return-Loss 

(dB) 
Delta (%) 

Real Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary Impedance 

(ohm) 

Delta 

(ohm) 

9.17.2020 -21.5 50.9 8.4 

9.16.2021 -21.5 -0.13 49.5 -1.40 8.2 -0.23

9.15.2022 -21.5 -0.23 53.2 2.30 8.1 -0.29

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of 
prior calibration. Therefore the verification result should support extended calibration. 



<Dipole Verification Data> - CD1880 V3, serial no. 1203 (Data of Measurement : 09.16.2021) 

1880 MHz – Head 

 
  



<Dipole Verification Data> - CD1880 V3, serial no. 1203 (Data of Measurement : 09.16.2021) 

1880 MHz – Head 

 



<Dipole Verification Data> - CD1880 V3, serial no. 1203 (Data of Measurement : 09.15.2022)
1880 MHz – Head
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Stop 2.38 GHz 

Trc2 S11 Smith 200 mu/ Ref 1 U Cal 2 v 

Ch1 Start 1.38 GHz Pwr -10 dBm Bw 10 kHz Refl OSM P1 

M1 1.730000 GHz 54.290 0 
j117.265 mo 

10.788036 pH 
M2 1.880000 GHz 53.203 0 

j8.113 n
686.822631 pH 

M3 1.900000 GHz 54.738 0 
j7.531 n

630.803320 pH 
M4 1.950000 GHz 55.035 0 

j3.023 n
246.738906 pH 

• M5 2.000000 GHz 42.208 0 
j10.097 n

803.460454 pH 

Stop 2.38 GHz 













CD2600V3, serial no. 1026 Extended Dipole Calibrations 

Referring to KDB 450824, if dipoles are verified in return loss (<-20dB, within 20% of prior 
calibration), and in impedance (within 5 ohm of prior calibration), the annual calibration is not 
necessary and the calibration interval can be extended. 
 

<Justification of the extended calibration> 

CD2600V3 – serial no. 1026 

2600MHz 

Date of 

Measurement 

Return-Loss 

(dB) 
Delta (%) 

Real Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary Impedance 

(ohm) 

Delta 

(ohm) 

9.17.2020 -23.4  54.8  -5.2  

9.16.2021 -20.2  -13.77% 58.6  3.81  -7.0  -1.82  

9.15.2022 -19.7  -15.63% 58.3  3.52  -7.5  -2.29  

 

The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of 
prior calibration. Therefore the verification result should support extended calibration. 
 
  



<Dipole Verification Data> - CD2600 V3, serial no. 1026 (Data of Measurement : 09.16.2021) 

2600 MHz – Head 

 
  



<Dipole Verification Data> - CD2600 V3, serial no. 1026 (Data of Measurement : 09.16.2021) 

2600 MHz – Head 

 



<Dipole Verification Data> - CD2600 V3, serial no. 1026 (Data of Measurement : 09.15.2022)
2600 MHz – Head
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Stop 3.1 GHz 

Trc2 S11 Smith 200 mu/ Ref 1 U Cal 2 v 

Ch1 Start 2.1 GHz Pwr -10 dBm Bw 10 kHz Refl OSM P1 

• M1 2.450000 GHz 41.596 0 
j2.006 n

130.325566 pH 
M2 2.550000 GHz 63.037 0 

-j2.150 n
29.029732 pF 

M3 2.600000 GHz 58318 0 
-j7.493 n

8.169662 pF 
M4 2.650000 GHz 51.014 0 

-jn.115 n
4.579373 pF 

M5 2.750000 GHz 36.825 0 
-jB.173 n

4393440 pF 

Stop 3.1 GHz 




