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DASYS Validation Report for Body TSL Date: 06. 162018

Test Laboratory: CTTL, Beijing, China

DUT: Dipole 835 MHz; Type: DBISVY; Seral: DRISVL - SN: 4d154
Communication System: UID 0, CW; Frequency: 835 MHz; Duty Cyele: 1:1
Medium parameters used: = 835 MHz: & = 0.99] S/m: &, = 55.41: p = 1000 kg/m’
Phantom section: Center Section
Measurement Standard: DASYS (IEEE/TEC/ANSI C63.19-2007)

DASY S Configuration:

+ Probe: EX3DV4 - SN7307; ConvF(9.83,9.83, .83); Calibrated: 2/1%2018;

+  Sensor-Surface: 2mm (Mechanical Surface Detection)

+ Electronics: DAE4 Sn771; Calibrated: 201 8-02-02

+« Phantom; Triple Flat Phantom 5.1C; Type: QD 000 P51 CA; Serial: 116171

e Measurement SW;: DASYS2, Version 52.8 (8); SEMCAD X Version 14.6.10(7372)

Dipole Calibration/Zoom Scan [Tx7x7) (7x7x7)/Cube : Measurement grid: dx=5mm,
dy=5mm, dz=5mm

Reference Value = 54.01 Vim; Power Drift = 0.0| dB

Peak SAR (extrapolated) = 3.53 Wike

SAR(1 g)=2.43 W/kg; SAR(10g) = 1.61 W/kg

Maximum value of SAR (mzasurad) = 3.04 W/kg
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Impedance Measurement Plot for Body TSL
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