Anbotek

Shenzhen Anbotek Compliance Laboratory Limited
Product Sofety FCC ID: 2AMBP-ITRAQ3 Page960f98 Report No.: R0219020002W

I Collaboration with

s p e a g

CALIERATION LABORATORY

Q

Add: No. 51 Xueyumn Road, Haidan Dignet, Bedjing, 100191, China

Tel: =Hb- 1062 304s33-2070 Fasz +B6-10-52 3046332 54
E-meil: ertl@chinail.com Hitp: i wwwechinanlen
DASYS Validation Heport for Body TSL Date: 06.15.2018

Test Laboratory: CTTL, Beijing, China

DUT: Dipole 2450 MHz; Type: D2450V2; Serial: D2450%2 - SN: 910
Communication System: UID 0, CW; Frequency: 2450 MHz; Duty Cyele: 1:1 .
Medium parameters used: F=2450 MHz: & =1.972 S/m: £, =52.92: p= 1000 kg/m"
Phantom section: Center Section
Measurement Standard: DASY S (IEEEEC/ANSI CH3.19-2007)

DASYS Configuration:

s« Probe: EX3DV4 - SNT30T: ConvF(7.22, 7.22, 7.22); Calibrated: 2/19/2018;

»  Sensor-Surface: 2mm (Mechanicel Surface Detection)

+ Electrenics: DAE4 Sn771; Calibrated: 2001 8-02-02

» Phantom: Triple Flat Phantom 5.1C; Type: QD 000 P51 CA; Serial: 1161/1

+« Measurement 3W: DASY 32, Version 52.8 (§); SEMCAD X Version 14.6,10(7372)
Dipole Calibration/Zoom Scen {TxTxT){Tx T 7)/Cabe 0: Mezsurement grid: dx=Siim,
dy=3mm, dz=3mm
Reference Value = 98 89 Vim: Power Drift = 0,03 dB
Peak SAR (extrapolated)= 256 Whkg
SAR(1 g) = 13 Wrkg: SAR(10 g) = 6.18 W/kg
Maximum value of SAR (measured) = 19.3 Wikg
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Impedance Measurement Plot for Body TSL
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