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Date: 11/20/2020 

Federal Communications Commission 
Authorization and Evaluation Division 
7435 Oakland Mills Road 
Columbia, MD 21046 
Attn: OET Dept. 

Attention: Application Examiner / Review Engineer 
Subject: Requesting Class II permissive change. 

To Whom It May Concern: 

The purpose of this letter is to request a Class II Permissive change for FCC ID: 2ATDAAMNPTRX01, 

Original grant date: 09/14/2020 

Applicant: Innovere Medical Inc. 

Major changes filed under this application are:  

1. The magnetic inductors for the power rails on the module have been removed.  

2. All the power rails on module (1.0V, 1.2V, 1.8V, 2.9V, 3.3V and 5.0V) are powered by regulators 

(using non-magnetic inductors) on an external PCB connected to the module using a wire 

harness.   

Sincerely 

Name: Kevan Anderson 

Title: CTO 


