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Probe EX3DV4 SN:7328

DAE4 SN: 1458

Dipole D835V2 SN:4d193

Dipole D1900V2 SN:1134



















Dipole Internal Calibration Record 

Model 

No 
Item 

For Head Tissue 
Test Date 

Target Measured Deviation Result 

D835V2 

Impedance, transformed to 

feed point 
51.5Ω-4.1 jΩ 51.9Ω-3.2 jΩ <5Ω Pass 2019-01-18 

Return Loss -27.3 dB -28.4 -4.03% Pass 2019-01-18 

Item 
For Body Tissue 

Test Date 
Target Measured Deviation Result 

Impedance, transformed to 

feed point 
47.5Ω-6.8 jΩ 48.9Ω-4.3 jΩ <5Ω Pass 2019-01-18 

Return Loss -22.6 dB -24.2 -7.08% Pass 2019-01-18 

 

For Head Tissue 

Impedance Return 

  

 

For Body Tissue 

Impedance Return 

  

 

 

 



















Dipole Internal Calibration Record 

Model 

No 
Item 

For Head Tissue 
Test Date 

Target Measured Deviation Result 

D1900V2 

Impedance, transformed to 

feed point 
53.8Ω+4.9 jΩ 52.0Ω+4.0 jΩ <5Ω Pass 2019-01-21 

Return Loss -24.5 dB -24.7 -0.82% Pass 2019-01-21 

Item 
For Body Tissue 

Test Date 
Target Measured Deviation Result 

Impedance, transformed to 

feed point 
48.8Ω-6.6 jΩ 46.0Ω+5.9 jΩ <5Ω Pass 2019-01-21 

Return Loss -23.3 dB -24.9 -6.87% Pass 2019-01-21 

 

For Head Tissue 

Impedance Return 

  

 

For Body Tissue 

Impedance Return 
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