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Note:
Material Information:1.

Oculeve P/N C-0519 - TrueTear 2.0 Back Housing1.
Oculeve P/N C-0547 - TrueTear 2.0 Demo Back Housing.2.

All images are laser marked in-process except TrueTear Logo with SW-0173 for Back Housing or SW-0175 for Demo Back Housing.2.
All dimensions are in mm.3.
Laser mark location tolerance: +/- .75mm.4.
Laser Mark Quality:5.

No visible smudges or smears.1.
Image must be clear, complete, continuous, unblemished, and undistored.2.

Images below can be used for copies to create artwork.6.

TrueTear 2.0 Back Housing TrueTear 2.0 Demo Back Housing

DEMO UNIT ONLY: CANNOT BE RESOLD
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