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Appendix C 
 

Calibration certificate 
 

1. Dipole 
D750V3-SN 1160 
D835V2-SN 4d105 
D1750V2-SN 1149 
D1900V2- SN 5d028 
D2450V2-SN 733 
D2600V2-SN 1125 
D3500V2-SN 1082 
D3700V2-SN 1046 
D3900V2-SN 1026 
D5GV2-SN 1165 
2. DAE 
DAE4-SN 760 
DAE4ip -SN 1803 
3. Probe 
EX3DV4-SN 3836 
EX3DV4-SN 7821 
 
































































































	D750V3-SN 1160(2022-06-06)
	D835V2- SN 4d105(2022-11-02)
	D1900V2- SN 5d028(2022-11-02)
	D2450V2- SN 733(2022-11-2)
	D2600V2-SN 1125(2022-06-14)
	D3500V2-SN 1082(2022-09-19)

