




































































































Dipole D750V3 SN 1160  
Head Liquid  

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ()  
2022/6/6 -29.6 / 51.4 /  
2023/6/4 -30.1 1.69% 52.2 0.8Ω  

      
      

      
Dipole D1750V2 SN 1149  

Head Liquid  
Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ()  

2022/6/17 -31.9 / 47.6 /  
2023/6/14 -32.2 0.94% 48.9 1.3Ω  

       
    

Dipole D2600V2 SN 1125  
Head Liquid  

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ()  
2022/6/14 -25.1 / 46.9 /  
2023/6/13 -24.7 1.62% 47.5 0.6Ω  

      
      

Dipole D3500V2 SN 1082 

Head Liquid 

Frequency(MHz) Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

3500 
2022/9/19 -25.1 / 46.7 / 

2023/9/18 -24.8 1.21% 46.7 0.0Ω 

      
      

Dipole D3700V2 SN 1046  
Head Liquid  

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ  
2022/9/15 -34.5 / 48.4 /  
2023/9/14 -34.7 0.58% 48.9 0.5Ω  

      
      

Dipole D3900V2 SN 1026 

Head Liquid 

Frequency(MHz) Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

3900 
2022/9/16 -20 / 44.9 / 

2023/9/15 -19.5 2.56% 45.1 0.2Ω 
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