






     

Dipole D835V2 SN 4d114 

Head Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/6/11 -27.9 / 50.6 / 

2020/6/10 -28.3 -1.43% 51.7  

Body Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/6/11 -24.5 / 47.1 / 

2020/6/10 -25.2 -2.86% 48.5  
     

Dipole D1900V2 SN 5d136 

Head Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/6/11 -24.3 / 50.5 / 

2020/6/10 -25.0 -2.88% 51.9  

Body Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/6/11 -22.7 / 47.1 / 

2020/6/10 -23.1 -1.76% 48.2  

  
    

Dipole D2300V2 SN 1096 

Head Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/3/8 -25.6 / 49.4 / 

2020/3/7 -26.3 -2.73% 50.2  

Body Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/3/8 -23.6 / 45.2 / 

2020/3/7 -24.3 -2.97% 46.7  
     

Dipole D2450V2 SN 817 

Head Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/6/10 -28.5 / 52.3 / 

2020/6/9 -29.3 2.81% 54.3  

Body Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/6/10 -26.6 / 48.7 / 

2020/6/9 -27.5 3.38% 49.6  
     

Dipole D2600V2 SN 1158 

Head Liquid 

Date of Measurement Return Loss(dB)  % Impedance   

2019/3/8 -22.8 / 49.5 / 

2020/3/7 -23.2 1.75% 50.6  

Body Liquid 



Date of Measurement Return Loss(dB)  % Impedance   

2019/3/8 -23 / 46.2 / 

2020/3/7 -23.7 3.04% 47.5  
     

 


