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A P P E N D I X  A :  S A R  T E S T  D A T A  

 

   



A1 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0523M 

Communication System: UID 0, UMTS; Frequency: 826.4 MHz; Duty Cycle: 1:1 
Medium: 835 Head; Medium parameters used (interpolated):  
f = 826.4 MHz; σ = 0.88 S/m; εr = 40.749; ρ = 1000 kg/m3  

Phantom section: Right Section 

Test Date: 06/30/2021; Ambient Temp: 23.5°C; Tissue Temp: 23.5°C 

Probe: EX3DV4 - SN7571; ConvF(9.76, 9.76, 9.76) @ 826.4 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: UMTS 850, Ant A, Right Head, Cheek, Low.ch 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 14.39 V/m; Power Drift = -0.04 dB 
Peak SAR (extrapolated) = 0.233 W/kg 

SAR(1 g) = 0.172 W/kg 
 

  

 0 dB = 0.210 W/kg = -6.78 dBW/kg 
 

   



A2 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 12; Frequency: 707.5 MHz; Duty Cycle: 1:1 
Medium: 750 Head; Medium parameters used (interpolated):  
f = 707.5 MHz; σ = 0.877 S/m; εr = 41.997; ρ = 1000 kg/m3  

Phantom section: Right Section 

Test Date: 07/12/2021; Ambient Temp: 24.9°C; Tissue Temp: 20.8°C 

Probe: EX3DV4 - SN7308; ConvF(10.63, 10.63, 10.63) @ 707.5 MHz; Calibrated: 7/31/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1450; Calibrated: 8/11/2020 
 Phantom: Twin-SAM V5.0; Type: QD 000 P40 CD; Serial: 1792 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 12, Ant A + B, Right Head, Cheek, Mid.ch,  

10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 13.39 V/m; Power Drift = 0.19 dB 
Peak SAR (extrapolated) = 0.186 W/kg 

SAR(1 g) = 0.143 W/kg 
 

  

 0 dB = 0.170 W/kg = -7.70 dBW/kg 

  



A3 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 13; Frequency: 782 MHz; Duty Cycle: 1:1 
Medium: 750 Head; Medium parameters used (interpolated):  

f = 782 MHz; σ = 0.903 S/m; εr = 41.77; ρ = 1000 kg/m3  
Phantom section: Right Section 

Test Date: 07/12/2021; Ambient Temp: 24.9°C; Tissue Temp: 20.8°C 

Probe: EX3DV4 - SN7308; ConvF(10.63, 10.63, 10.63) @ 782 MHz; Calibrated: 7/31/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1450; Calibrated: 8/11/2020 
 Phantom: Twin-SAM V5.0; Type: QD 000 P40 CD; Serial: 1792 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 13, Ant A + B, Right Head, Cheek, Mid.ch,  

10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 12.78 V/m; Power Drift = 0.01 dB 
Peak SAR (extrapolated) = 0.183 W/kg 

SAR(1 g) = 0.134 W/kg 
 

  

 0 dB = 0.165 W/kg = -7.83 dBW/kg 

  



A4 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0523M 

Communication System: UID 0, LTE Band 26; Frequency: 831.5 MHz; Duty Cycle: 1:1 
Medium: 835 Head; Medium parameters used (interpolated):  
f = 831.5 MHz; σ = 0.885 S/m; εr = 40.687; ρ = 1000 kg/m3  

Phantom section: Right Section 

Test Date: 06/30/2021; Ambient Temp: 23.5°C; Tissue Temp: 23.5°C 

Probe: EX3DV4 - SN7571; ConvF(9.76, 9.76, 9.76) @ 831.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 26 (Cell.), Ant A, Right Head, Cheek, Mid.ch,  

15 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 13.95 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 0.211 W/kg 

SAR(1 g) = 0.156 W/kg 
 

  

 0 dB = 0.191 W/kg = -7.19 dBW/kg 
 

   



A5 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0525M 

Communication System: UID 0, NR Band n5; Frequency: 836.5 MHz; Duty Cycle: 1:1 
Medium: 835 Head Medium parameters used (interpolated):  
f = 836.5 MHz; σ = 0.91 S/m; εr = 42.818; ρ = 1000 kg/m3  

Phantom section: Right Section 

Test Date: 07/21/2021; Ambient Temp: 23.9°C; Tissue Temp: 22.3°C 

Probe: EX3DV4 - SN3589; ConvF(8.57, 8.57, 8.57) @ 836.5 MHz; Calibrated: 1/20/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1558; Calibrated: 1/13/2021 
 Phantom: Twin-SAM V4.0 Left (30); Type: QD 000 P40 CC; Serial: 1687 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: NR Band n5, Ant A, Right Head, Cheek, 20 MHz Bandwidth,  
DFT-s-OFDM QPSK, Ch. 167300, 1 RB, 1 RB Offset 

Area Scan (9x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 13.24 V/m; Power Drift = 0.11 dB 
Peak SAR (extrapolated) = 0.218 W/kg 

SAR(1 g) = 0.151 W/kg 

  

 

   



A6 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, UMTS; Frequency: 826.4 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 826.4 MHz; σ = 0.944 S/m; εr = 54.616; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.5 cm 

Test Date: 07/19/2021; Ambient Temp: 24.1°C; Tissue Temp: 23.0°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 826.4 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: UMTS 850, Ant A, Body SAR, Back side, Low.ch 

Area Scan (9x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 11.28 V/m; Power Drift = 0.04 dB 
Peak SAR (extrapolated) = 0.153 W/kg 

SAR(1 g) = 0.111 W/kg 

  

 0 dB = 0.158 W/kg = -8.01 dBW/kg 

 

   



A7 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0532M 

Communication System: UID 0, UMTS; Frequency: 826.4 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 826.4 MHz; σ = 0.944 S/m; εr = 54.616; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/19/2021; Ambient Temp: 24.1°C; Tissue Temp: 23.0°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 826.4 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: UMTS 850, Ant A, Body SAR, Right Edge, Low.ch 

Area Scan (10x14x1): Measurement grid: dx=5mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 16.77 V/m; Power Drift = 0.02 dB 
Peak SAR (extrapolated) = 0.380 W/kg 

SAR(1 g) = 0.253 W/kg 

  

 

 

   



A8 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 12; Frequency: 707.5 MHz; Duty Cycle: 1:1 
Medium: 750 Body; Medium parameters used (interpolated):  
f = 707.5 MHz; σ = 0.975 S/m; εr = 54.155; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.5 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 707.5 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 12, Ant A + B, Body SAR, Back side, Mid.ch,  

10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 16.10 V/m; Power Drift = -0.12 dB 
Peak SAR (extrapolated) = 0.329 W/kg 

SAR(1 g) = 0.240 W/kg 
 

  

 0 dB = 0.297 W/kg = -5.27 dBW/kg 
   



A9 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 12; Frequency: 707.5 MHz; Duty Cycle: 1:1 
Medium: 750 Body; Medium parameters used (interpolated):  
f = 707.5 MHz; σ = 0.975 S/m; εr = 54.155; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 707.5 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 12, Ant A + B, Body SAR, Right Edge, Mid.ch,  

10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (13x13x1): Measurement grid: dx=5mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 22.59 V/m; Power Drift = -0.03 dB 
Peak SAR (extrapolated) = 0.713 W/kg 

SAR(1 g) = 0.473 W/kg  
 

  

 0 dB = 0.625 W/kg = -2.04 dBW/kg 
   



A10 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0523M 

Communication System: UID 0, LTE Band 13; Frequency: 782 MHz; Duty Cycle: 1:1 
Medium: 750 Body; Medium parameters used (interpolated):  

f = 782 MHz; σ = 1.003 S/m; εr = 53.971; ρ = 1000 kg/m3  
Phantom section: Flat Section; Space: 1.5 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 782 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 13, Ant A + B, Body SAR, Back side, Mid.ch,  

10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 13.53 V/m; Power Drift = -0.04 dB 
Peak SAR (extrapolated) = 0.244 W/kg 

SAR(1 g) = 0.181 W/kg 
 

  

 0 dB = 0.220 W/kg = -6.58 dBW/kg 
   



A11 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0523M 

Communication System: UID 0, LTE Band 13; Frequency: 782 MHz; Duty Cycle: 1:1 
Medium: 750 Body; Medium parameters used (interpolated):  

f = 782 MHz; σ = 1.003 S/m; εr = 53.971; ρ = 1000 kg/m3  
Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 782 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  

 
Mode: LTE Band 13, Ant A + B, Body SAR, Back side, Mid.ch,  

10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 19.09 V/m; Power Drift = 0.13 dB 
Peak SAR (extrapolated) = 0.648 W/kg 

SAR(1 g) = 0.346 W/kg  
 

  

 0 dB = 0.508 W/kg = -2.94 dBW/kg 
   



A12 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 26; Frequency: 831.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 831.5 MHz; σ = 0.939 S/m; εr = 54.764; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.5 cm 

Test Date: 07/22/2021; Ambient Temp: 24.4°C; Tissue Temp: 23.2°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 831.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 26 (Cell.), Ant A, Body SAR, Back side, Mid.ch, 
15 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 12.80 V/m; Power Drift = -0.03 dB 
Peak SAR (extrapolated) = 0.227 W/kg 

SAR(1 g) = 0.143 W/kg 

  

 0 dB = 0.197 W/kg = -7.06 dBW/kg 

 

   



A13 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 26; Frequency: 831.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 831.5 MHz; σ = 0.939 S/m; εr = 54.764; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/22/2021; Ambient Temp: 24.4°C; Tissue Temp: 23.2°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 831.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 26 (Cell.), Ant A, Body SAR, Back side, Mid.ch, 
15 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 17.85 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 0.459 W/kg 

SAR(1 g) = 0.276 W/kg 

  

 0 dB = 0.388 W/kg = -4.11 dBW/kg 

 

   



A14 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, NR Band n5; Frequency: 836.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 836.5 MHz; σ = 0.943 S/m; εr = 54.721; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.5 cm 

 Test Date: 07/22/2021; Ambient Temp: 24.4°C; Tissue Temp: 23.2°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 836.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: NR Band n5 Ant A, Body SAR, Back Side, 20 MHz Bandwidth, 
DFT-s-OFDM QPSK, Ch. 167300, 1 RB, 1 RB Offset 

Area Scan (9x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 13.30 V/m; Power Drift = 0.02 dB 
Peak SAR (extrapolated) = 0.243 W/kg 

SAR(1 g) = 0.156 W/kg 

  

 0 dB = 0.212 W/kg = -6.74 dBW/kg 

 

   



A15 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, NR Band n5; Frequency: 836.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 836.5 MHz; σ = 0.943 S/m; εr = 54.721; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/22/2021; Ambient Temp: 24.4°C; Tissue Temp: 23.2°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 836.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: NR Band n5 Ant A, Body SAR, Back Side, 20 MHz Bandwidth, 
DFT-s-OFDM QPSK, Ch. 167300, 1 RB, 1 RB Offset 

Area Scan (9x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 19.15 V/m; Power Drift = -0.05 dB 
Peak SAR (extrapolated) = 0.529 W/kg 

SAR(1 g) = 0.318 W/kg 

  

 0 dB = 0.453 W/kg = -3.44 dBW/kg 

 

   



A16 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, UMTS; Frequency: 826.4 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 826.4 MHz; σ = 0.944 S/m; εr = 54.616; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/19/2021; Ambient Temp: 24.1°C; Tissue Temp: 23.0°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 826.4 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: UMTS 850, Ant A + B, UMPC Body SAR, Back side, Low.ch 

Area Scan (13x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 18.72 V/m; Power Drift = -0.04 dB 
Peak SAR (extrapolated) = 0.698 W/kg 

SAR(1 g) = 0.419 W/kg 

  

 0 dB = 0.591 W/kg = -2.28 dBW/kg 

 

   



A17 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 12; Frequency: 707.5 MHz; Duty Cycle: 1:1 
Medium: 750 Body Medium parameters used (interpolated):  
f = 707.5 MHz; σ = 0.975 S/m; εr = 54.155; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 707.5 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 12, Ant A + B, UMPC Body SAR, Back side, Mid.ch, 
10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (12x16x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (6x6x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 22.86 V/m; Power Drift = -0.09 dB 
Peak SAR (extrapolated) = 0.863 W/kg 

SAR(1 g) = 0.486 W/kg 

  

 0 dB = 0.700 W/kg = -1.55 dBW/kg 

 

   



A18 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 13; Frequency: 782 MHz; Duty Cycle: 1:1 
Medium: 750 Body Medium parameters used (interpolated):  

f = 782 MHz; σ = 1.003 S/m; εr = 53.971; ρ = 1000 kg/m3  
Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 782 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 13, Ant A + B, UMPC Body SAR, Back side, Mid.ch, 
10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (12x16x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (6x6x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 23.12 V/m; Power Drift = 0.03 dB 
Peak SAR (extrapolated) = 0.916 W/kg 

SAR(1 g) = 0.516 W/kg 

  

 0 dB = 0.753 W/kg = -1.23 dBW/kg 

 

 

   



A19 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 26; Frequency: 831.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 831.5 MHz; σ = 0.949 S/m; εr = 54.573; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/19/2021; Ambient Temp: 24.1°C; Tissue Temp: 23.0°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 831.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 26 (Cell.), Ant A + B, UMPC Body SAR, Back side, Mid.ch, 
15 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (13x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 22.86 V/m; Power Drift = 0.06 dB 
Peak SAR (extrapolated) = 0.810 W/kg 

SAR(1 g) = 0.476 W/kg 

  

 0 dB = 0.654 W/kg = -1.84 dBW/kg 

 

   



A20 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, NR Band n5; Frequency: 836.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 836.5 MHz; σ = 0.943 S/m; εr = 54.721; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 1.0 cm 

Test Date: 07/22/2021; Ambient Temp: 24.4°C; Tissue Temp: 23.2°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 836.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: NR Band n5, Ant A + B, UMPC Body SAR, Back Side, 20 MHz Bandwidth, 
DFT-s-OFDM QPSK, Ch. 167300, 50 RB, 28 RB Offset 

Area Scan (15x19x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 25.45 V/m; Power Drift = 0.06 dB 
Peak SAR (extrapolated) = 1.03 W/kg 

SAR(1 g) = 0.585 W/kg 

  

 0 dB = 0.820 W/kg = -0.86 dBW/kg 

 

   



A21 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0532M 

Communication System: UID 0, UMTS; Frequency: 826.4 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 826.4 MHz; σ = 0.944 S/m; εr = 54.616; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 0.0 cm 

Test Date: 07/19/2021; Ambient Temp: 24.1°C; Tissue Temp: 23.0°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 826.4 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: UMTS 850, Ant A + B, UMPC Extremity SAR, Back side, Low.ch 

Area Scan (13x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 40.25 V/m; Power Drift = 0.12 dB 
Peak SAR (extrapolated) = 3.18 W/kg 

SAR(10 g) = 0.858 W/kg 

  

 0 dB = 2.45 W/kg = 3.89 dBW/kg 

 

   



A22 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 12; Frequency: 707.5 MHz; Duty Cycle: 1:1 
Medium: 750 Body Medium parameters used (interpolated):  
f = 707.5 MHz; σ = 0.975 S/m; εr = 54.155; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 0.0 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 707.5 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 12, UMPC Extremity SAR, Right Edge, Mid.ch,  
10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (9x13x1): Measurement grid: dx=5mm, dy=15mm 
Zoom Scan (10x12x8)/Cube 0: Measurement grid: dx=3.8mm, dy=3.8mm, dz=1.4mm; Graded Ratio: 1.4 

Reference Value = 59.49 V/m; Power Drift = -0.13 dB 
Peak SAR (extrapolated) = 28.1 W/kg 

SAR(10 g) = 1.49 W/kg 

  

 0 dB = 9.78 W/kg = 9.90 dBW/kg 

 

 

   



A23 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 13; Frequency: 782 MHz; Duty Cycle: 1:1 
Medium: 750 Body Medium parameters used (interpolated):  

f = 782 MHz; σ = 1.003 S/m; εr = 53.971; ρ = 1000 kg/m3  
Phantom section: Flat Section; Space: 0.0 cm 

Test Date: 07/06/2021; Ambient Temp: 23.2°C; Tissue Temp: 22.1°C 

Probe: EX3DV4 - SN7357; ConvF(10.29, 10.29, 10.29) @ 782 MHz; Calibrated: 4/19/2021 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1407; Calibrated: 4/7/2021 
 Phantom: Front; Type: QD 000 P40 CD; Serial: 1686 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 13, Ant A + B, UMPC Extremity SAR, Back side, Mid.ch, 
10 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (12x16x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (6x6x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 49.28 V/m; Power Drift = -0.10 dB 
Peak SAR (extrapolated) = 5.23 W/kg 

SAR(10 g) = 1.2 W/kg 

  

 0 dB = 4.02 W/kg = 6.04 dBW/kg 

 

   



A24 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, LTE Band 26; Frequency: 831.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 831.5 MHz; σ = 0.949 S/m; εr = 54.573; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 0.0 cm 

Test Date: 07/19/2021; Ambient Temp: 24.1°C; Tissue Temp: 23.0°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 831.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: LTE Band 26 (Cell.), Ant A + B, UMPC Extremity SAR, Back side, Mid.ch, 
15 MHz Bandwidth, QPSK, 1 RB, 0 RB Offset 

Area Scan (13x15x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (6x6x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 42.00 V/m; Power Drift = -0.21 dB 
Peak SAR (extrapolated) = 3.55 W/kg 

SAR(10 g) = 0.926 W/kg 

  

 0 dB = 2.66 W/kg = 4.25 dBW/kg 

 

   



A25 

PCTEST 

DUT: A3LSMF926B; Type: Portable Handset; Serial: 0512M 

Communication System: UID 0, NR Band n5; Frequency: 836.5 MHz; Duty Cycle: 1:1 
Medium: 835 Body Medium parameters used (interpolated):  
f = 836.5 MHz; σ = 0.943 S/m; εr = 54.721; ρ = 1000 kg/m3  

Phantom section: Flat Section; Space: 0.0 cm 

Test Date: 07/22/2021; Ambient Temp: 24.4°C; Tissue Temp: 23.2°C 

Probe: EX3DV4 - SN7571; ConvF(9.99, 9.99, 9.99) @ 836.5 MHz; Calibrated: 12/11/2020 
 Sensor-Surface: 1.4mm (Mechanical Surface Detection) 

 Electronics: DAE4 Sn1533; Calibrated: 12/7/2020 
 Phantom: SAM 5.0 front; Type: QD000P40CD; Serial: 1648 

Measurement SW: DASY52, Version 52.10 (4);SEMCAD X Version 14.6.14 (7483)  
 

Mode: NR Band n5, Ant A + B, UMPC Extremity SAR, Back Side, 20 MHz Bandwidth, 
DFT-s-OFDM QPSK, Ch. 167300, 50 RB, 28 RB Offset 

Area Scan (15x19x1): Measurement grid: dx=15mm, dy=15mm 
Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 

Reference Value = 46.18 V/m; Power Drift = 0.17 dB 
Peak SAR (extrapolated) = 4.74 W/kg 

SAR(10 g) = 1.09 W/kg 

  

 0 dB = 3.51 W/kg = 5.45 dBW/kg 

 

 


