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D1900V2, serial no. 5D093 Extended Dipole Calibrations  
Referring to KDB 865664, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

 

<Justification of the extended calibration> 

D1900V2 – serial no. 5D093 

  1900MHZ  

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

03.25.2022 

(Cal. Report) 
-23.606  52.313  6.3605  

03.24.2023 

(extended) 
-23.631 0.11 48.171 -4.142 7.0409 0.6804 

 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D1900 V2, serial no. 5D093 (Data of Measurement : 03.24.2023) 

1900 MHz - Head 
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D2300V2, serial no. 1006 Extended Dipole Calibrations  
Referring to KDB 450824, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

 

<Justification of the extended calibration> 

D2300V2 – serial no. 1006 

  2300MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

01.18.2022 

(Cal. Report) 
-31.938  49.391  -2.4405  

01.17.2023 

(extended) 
-32.11 0.539  46.957 -2.434 -3.2857 -0.8452 

 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D2300V2, serial no. 1006 (Data of Measurement : 01.17.2023) 

2300MHz - Head 
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D2450V2, serial no. 736 Extended Dipole Calibrations

Referring to KDB 865664, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

<Justification of the extended calibration> 

D2450V2 – serial no. 736 

2450MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

08.17.2021 

(Cal. Report) 
-24.297 55.295 3.6377 

08.16.2022 

(extended) 
-28.761 18.37 51.401                   -3.894 3.556 -0.0817 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D2450 V2, serial no. 736 (Data of Measurement : 08.16.2022) 

2450 MHz - Head 
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D3500V2, serial no. 1014Extended Dipole Calibrations

Referring to KDB 865664, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

<Justification of the extended calibration> 

D3500V2 – serial no. 1014 

3500MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

01.17.2022 

(Cal. Report) 
-24.24 54.658 -4.4314

01.16.2023 

(extended) 
-25.446 4.739 53.693 -0.965 -1.2395 3.1919 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D3500 V2, serial no.1014 (Data of Measurement : 01.16.2023) 

3500MHz - Head 

 

 


