




























SPORTON INTERNATIONAL INC. 

TEL : 886-3-327-3456 

FAX : 886-3-328-4978 

D5000V2, serial no. 1006 Extended Dipole Calibrations

Referring to KDB 865664, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration interval can be 

extended. 

<Justification of the extended calibration> 

D5000V2 – serial no. 1006 

5250MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

9.15.2021 

(Cal. Report) 
-20.331 54.8 -8.9

9.14.2022 

(extended) 
-20.219 -0.55 55.227 -0.427 -10.621 1.721 

5600MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

9.15.2021 

(Cal. Report) 
-20.8 56.3 -7.4

9.14.2022 

(extended) 
-22.672 9.00 55.973 0.327 -8.5394 1.1394 

5750MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

9.15.2021 

(Cal. Report) 
-20.3 60.1 3.3 

9.14.2022 

(extended) 
-23.271 14.64 59.142 0.958 0.4571 2.8429 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. Therefore 

the verification result should support extended calibration.  
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<Dipole Verification Data> - D5000 V2, serial no. 1006 (Data of Measurement : 9.14.2022) 

5000 MHz - Head 

 

 
 

 















SPORTON INTERNATIONAL INC. 

TEL : 886-3-327-3456 

FAX : 886-3-328-4978 

D6.5GHZV2, serial no. 1003 Extended Dipole Calibrations

Referring to KDB 865664, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

<Justification of the extended calibration> 

D6.5GHZV2 – serial no. 1003 

6500MHZ 

Date of Measurement Return-Loss (dB) Delta (%) Real Impedance (ohm) Delta (ohm) Imaginary Impedance (ohm) Delta (ohm) 

09.24.2021 

(Cal. Report) 
-26.768 54.414 -1.8621

09.23.2022 

(extended) 
-25.25 -5.67 53.769 0.645 -4.242 2.3799 

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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<Dipole Verification Data> - D6.5GHzV2, serial no. 1003 (Data of Measurement : 09.23.2022) 

6.5GHZ GHz - Head 
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