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sThis is Appendix for Test report No. 14993588H-A. 
 
Appendix D: Calibration data 
 
Dosimetric E-Field Probe Calibration Certificate (EX3DV4, S/N: 3825) 
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Dosimetric E-Field Probe Calibration Certificate (EX3DV4, S/N: 3917) 
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mmWave probe Calibration Certificate (EUmmWV4, S/N: 9450) 
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System Check Dipole SAR Calibration Certificate -Dipole 2450 MHz (D2450V2 S/N: 713) 
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D2450V2 Calibration for Impedance and Return-loss 

 
Equipment Dipole Antenna Model D2450V2 

Manufacture 
Schmid & Partner 
Engineering AG 

Serial 713 

Tested by Hisayoshi Sato   

 
 

1. Test environment 
Date August 1, 2023   

Ambient 
Temperatur

e 
22.5 deg.C Relative humidity 40 %RH 

 
 
2. Equipment used 
 
Local Id LIMS ID Description Manufacturer Model Serial Last Cal Date Interval

MOS-33 88581 Thermo-Hygrometer CUSTOM. Inc CTH-201 - 2023/07/18 12

MPSAM-02 142060 SAM Phantom
Schmid & Partner Engineering
AG QD000P40CB 1333 2023/05/10 12

MPF-02 142056 2mm Oval Flat Phantom
Schmid & Partner Engineering
AG QDOVA001BB 1045 2023/05/10 12

MHBBL600-10000 176484 Head Simulating Liquid
Schmid & Partner Engineering
AG HBBL600-10000V6

SL AAH U16
BC - -

MMBBL600-6000 176483 Body Simulating Liquid
Schmid & Partner Engineering
AG MBBL600-6000

SL AAM U16
BC - -

EST-63 150815 Netw ork Analyzer Keysight Technologies Inc E5071C MY46523746 2022/08/23 12

EST-57 141991 2.4mm Calibration Kit Keysight Technologies Inc 85056A MY44300225 2022/08/18 12  
3. Test Result 

Impeadance,Transformed to feed poin cal day
Head
(real part) [Ω]

Head
(img part) [jΩ]

Deviation
(real part) [Ω]

Deviation
(img part) [jΩ] Tolerance Result

Calibration (SPEAG) 2022/9/12 53.03 1.87 - - - -
Calibration(ULJ) 2023/8/1 50.87 3.23 -2.17 1.36 +/- 5 Ω +/- 5 jΩ Complied

Return loss cal day
Head
[dB]

Deviation
[%]

Deviation
[dB]

Tolerance
[%]

Tolerance
[+/- dB] Result

Calibration (SPEAG) 2022/9/12 -29.22 - - - - -
Calibration(ULJ) 2023/8/1 -29.58 -1.25 -0.37 +/- 20.00 5.84 Complied

Impeadance,Transformed to feed poin cal day
Body
(real part) [Ω]

Body
(img part) [jΩ]

Deviation
(real part) [Ω]

Deviation
(img part) [jΩ] Tolerance Result

Calibration (SPEAG) 2022/9/12 49.72 4.70 - - - -
Calibration(ULJ) 2023/8/1 48.03 4.17 -1.69 -0.54 +/- 5 Ω +/- 5 jΩ Complied

Return loss cal day
Body
[dB]

Deviation
[%]

Deviation
[dB]

Tolerance
[%]

Tolerance
[+/- dB] Result

Calibration (SPEAG) 2022/9/12 -26.52 - - - - -
Calibration(ULJ) 2023/8/1 -26.62 -0.38 -0.10 +/- 20.00 5.30 Complied

 
 
Tolerance: According to the KDB 865664 D1 
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Measurement Plots 
 

<Head Liquid> 

 
 
<Body Liquid> 
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System Check Dipole SAR Calibration Certificate -Dipole 5 GHz (D5GHzV2 S/N: 1020) 
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Calibration Certificate (5G Verification Source 10 GHz, S/N: 1051) 
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