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APPENDIX D. CALIBRATION DATA
PROBE CALIBRATION DATA

COMOSAR E-Field Probe Calibration Report

Ref: ACR.344.3.15.SATU.A

ATTESTATION OF GLOBAL COMPLIANCE CO.
LTD.

1&2F, NO.2 BUILDING, HUAFENG NO.1 INDUSTRIAL
PARK, GUSHU COMMUNITY XIXTANG STREET

BAOAN DISTRICT, SHENZHEN, P.R. CHINA
MVG COMOSAR DOSIMETRIC E-FIELD PROBE
SERITAL NO.: SN 22/12 EP159

Calibrated at MIVG US
2105 Barrett Park Dr. - Kennesaw, GA 30144

e i .
2 & [AccreDiTeD)

Calibration Date: 12/09/15

Summary:

This document presents the method and results from an accredited COMOSAR Dosimetric E-Field

Probe calibration performed in MVG USA using the CALISAR / CALIBAIR test bench. for use

with a COMOSAR system only. All calibration results are traceable to national metrology

institutions.
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COMOSAR E-FIELD PROBE CALIBRATION REPORT Ref ACR.344.3.15.5ATU.A
Name Function Date Signature
Prepared by : Jérédme LUC Product Manager 12/10/2015 2(5‘
Checked by : Jérome LUC Product Manager 12/10/2015 ﬁ/
Approved by : Kim RUTKOWSKI Quality Manager 12/10/2015 seomy Auctinsud A
Customer Name
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istribution . COMPLIANCE
CO.LTD.
Issue Date Modifications
A 12/10/2015 Initial release
Page: 2/9

This document shall not be reproduced. except in full or in part, without the wrirten approval of MVG.
The information contained hervein iz ro be used only for the purpose for which it is submirted and iz not to
be released in whole or part withour written approval of MVG.
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