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Appendix C 
 

Calibration certificate 
 

1. Dipole 

D2450V2-SN 1038 

2. DAE 

DAE4-SN 1327 

3. Probe 

EX3DV4-SN 7620 

 









































Dipole D2450V2 SN 1038 

Head Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2020-04-08 -30.5 / 52.3 / 

2021-04-07 -31.7 3.93% 53.6 1.3Ω 

2022-04-06 -31.2 2.30% 53.1 0.8Ω 
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