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12. Appendixes 

12.1. Photos and Ports Location 
Photo Reference Number Title 
PHT/001 Test configuration for the measurement of SAR Lab 

Model: A2453 (Left Earbud) 

PHT/002 Touch Left 

PHT/003 Flat Left 

PHT/004 Front View of Radiated Sample (Left) 

PHT/005 Back View of Radiated Sample (Left) 

PHT/006 Front View of Conducted Sample (Left) 

PHT/007 Back View of Conducted Sample (Left) 

Model: A2454 (Right Earbud) 

PHT/008 Touch Right 

PHT/009 Flat Right 

PHT/010 Front View of Radiated Sample (Right) 

PHT/011 Back View of Radiated Sample (Right) 

PHT/012 Front View of Conducted Sample (Right) 

PHT/013 Back View of Conducted Sample (Right) 
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PHT/001: Test configuration for the measurement of SAR Lab 
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PHT/002: Touch Left  
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PHT/003: Flat Left 
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PHT/004: Front View of Radiated Sample (Left) 
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PHT/005: Back View of Radiated Sample (Left) 
 
  



REPORT NO:  UL-SAR-RP13292249JD06A V4.0 Issue Date:  03 April 2020  
 

Page 32 of 50 

UL VS Ltd. Report. No.: 4.0 
This report shall not be reproduced except in full, without the written approval of UL Verification Services Ltd. 
 

PHT/006: Front View of Conducted Sample (Left) 
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PHT/007: Back View of Conducted Sample (Left) 
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PHT/008: Touch Right 
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PHT/009: Flat Right 
 
  



REPORT NO:  UL-SAR-RP13292249JD06A V4.0 Issue Date:  03 April 2020  
 

Page 36 of 50 

UL VS Ltd. Report. No.: 4.0 
This report shall not be reproduced except in full, without the written approval of UL Verification Services Ltd. 
 

PHT/010: Front View of Radiated Sample (Right) 
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PHT/011: Back View of Radiated Sample (Right) 
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PHT/012: Front View of Conducted Sample (Right) 
 
  



REPORT NO:  UL-SAR-RP13292249JD06A V4.0 Issue Date:  03 April 2020  
 

Page 39 of 50 

UL VS Ltd. Report. No.: 4.0 
This report shall not be reproduced except in full, without the written approval of UL Verification Services Ltd. 
 

PHT/013: Back View of Conducted Sample (Right) 
 
  




