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CALIBRATION REPORT 

F.1 E-Field Probe(EX3DV4 -SN:7510)  
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F.2 Data Acquisition Electronics (DAE4 - SN:1454) 
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F.3 2450 MHz Dipole 
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D2450V2 Dipole impedance and return loss Validation 

Meas. Results Current Meas. Previous Meas. Max. Deviation 

Meas. Data 2023.05.17 2022.05.18 / 

Return Loss(dB) -26.656 -26.401 0.97% 

Impedance 54.73 Ω -1.149 jΩ 54.102 Ω +2.830 jΩ 
-3.979Ω 

(Imaginary part) 

Return Loss for Head TSL 

 

Impedance for Head TSL 

 

 

 

 

--END OF REPORT-- 


