
Instrument calibration:

Tektronix 492AP Spectrum Analyzer.

Serial #B010123 Calibrated August 11,1999 Due August 11,2000

Boonton 8200 Modulation Analyzer.

Serial #20802BG Calibrated June 25,1999 Due June 25,2000

H/P 7475A Plotter.

Calibration not required.

Krohn-Hite 4300A Audio Oscillator

Calibration not required.

Beckman 320B Voltmeter

Serial #70512899 Calibrated Nov. 1998 Due Nov. 1999

H/P 6218A Power Supply

Calibration not required.


