
Correlation Data for measurements 9kHz-30MHz between Outside and 10m semi-anechoic chamber in 

at Underwriter Laboratories in Northbrook, IL. 

 

Correlation measurements were conducted using a signal source with an antenna outside in open area 

(parking lot). Immediately following the measurements the same setup was moved inside the 10 meter 

semi-anechoic chamber and the measurements were repeated. The above plot shows the difference in 

levels measured between outside and the 10 meter semi anechoic chamber. 
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