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Attachment 3. SAR system validation 
 
SAR System Validation 
Per FCC KDB 865664 D02v01r01, SAR system validation status should be documented to confirm measurement 
accuracy. The SAR systems (including SAR probes, system components and software versions) used for this 
device were validated against its performance specifications prior to the SAR measurements. Reference dipoles 
were used with the required tissue- equivalent media for system validation, according to the procedures outlined in 
IEEE 1528-2003 and FCC KDB 865664 D01v01r03. Since SAR probe calibrations are frequency dependent, each 
probe calibration point was validated at a frequency within the valid frequency range of the probe calibration point, 
using the system that normally operates with the probe for routine SAR measurements and according to the 
required tissue-equivalent media. A tabulated summary of the system validation status including the validation 
date(s), measurement frequencies, SAR probes and tissue dielectric parameters has been included. 
 

Table Attachment 3.1 SAR System Validation Summary 
 

SAR 
System 

Freq. 
[MHｚ] 

Data 
Probe 
Type 

Probe CAL. 
Point 

PERM. COND. CW Validation MOD. Validation 

(εr) (σ) 
Sensi- 
tivity 

Probe 
Linearity 

Probe 
Isotropy 

MOD. 
Type 

Duty 
Factor 

PAR 

E 835  2014-12-02 3745  835  Head 41.704  0.922  PASS PASS PASS GMSK PASS N/A 
E 1900  2014-12-04 3745  1900  Head 39.639  1.449  PASS PASS PASS GMSK PASS N/A 
E 2450  2014-12-02 3745  2450  Head 37.768  1.797  PASS PASS PASS OFDM N/A PASS 
E 5200  2014-12-01 3745  5200  Head 36.970  4.456  PASS PASS PASS OFDM N/A PASS 
E 5500  2014-12-01 3745  5500  Head 36.600  4.752  PASS PASS PASS OFDM N/A PASS 
E 5800  2014-12-01 3745  5800  Head 36.254  5.073  PASS PASS PASS OFDM N/A PASS 
E 835  2014-12-03 3745  835  Body 53.452  1.001  PASS PASS PASS GMSK PASS N/A 
E 1900  2014-12-05 3745  1900  Body 51.004  1.584  PASS PASS PASS GMSK PASS N/A 
E 2450  2014-12-02 3745  2450  Body 51.058  1.994  PASS PASS PASS OFDM N/A PASS 
E 5200  2014-12-02 3745  5200  Body 48.752  5.387  PASS PASS PASS OFDM N/A PASS 
E 5500  2014-12-02 3745  5500  Body 48.224  5.752  PASS PASS PASS OFDM N/A PASS 
E 5800  2014-12-02 3745  5800  Body 47.650  6.146  PASS PASS PASS OFDM N/A PASS 

 
 


