
App E  
Dipole calibration record 

 

Dipole 2450 Head TSL 
Target Value Measure Value Difference 

R(Ω) X(j Ω) R(Ω) X(j Ω) R(Ω) X(j Ω) 

Impedance 52.8 3.77 53.3 6.35 0.5 2.58 

Return loss(dB) -26.8 -23.23 -13.32% 

Measure Date 2021-5-15 

 
 

 

 

 

 

 

 

 

 


