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FCC SAR Test Report Report No. : FA371811-01 

 

Appendix C. DASY Calibration Certificate 
 

The DASY calibration certificates are shown as follows. 
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FCC Test Report 

D1900V2, serial no. 5d118 Extended Dipole Calibrations  
Referring to KDB 865664D01V01r01, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration),  

and in impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

<Justification of the extended calibration>

D1900V2 – serial no. 5d118 
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11.21.2011 -22.535 53.449 6.9277 -22.401 47.82  7.1133

11.17.2012 -22.603 0.30 53.491 -0.04 7.1009 0.17 -22.45 0.22 46.14 -1.68 6.7234 -0.39

 The return loss is < -20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior calibration. 

Therefore the verification result should support extended calibration.  
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FCC Test Report 

<Dipole Verification Data>- D1900V2, serial no. 5d118 

1900MHz – Head 

1900MHz - Body 




















































