






3. If necessary, press and hold the Lock ( )
button on the Unlock screen. The Position
screen will be displayed (Figure 7.2).

Figure 7.2 Position screen.

4. Press your skin where your neurostimulator
is located to determine the best place to
position the recharger.

5. Position the recharger over your
neurostimulator and press the Continue
button.

A series of screens will appear on the
controller screen describing the recharging
activity.
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Note: Your recharger may make clicking
noises while it searches for the
neurostimulator. This is considered
normal.

6. If the recharger is able to successfully
locate the neurostimulator, the Batteries
screen (Figure 7.3) will display with the
recharging quality.

Figure 7.3 Batteries screen with the 
neurostimulator recharging quality.

Notes:

– The recharging light will flash green
while your neurostimulator is
recharging.
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– Refer to Table 7.1 on page 153 for
more information about recharging
status indicators.

7. Press the Exit ( ) button to view the Home
screen. If you intend to make adjustments
to your stimulation while recharging, refer
to "Changing parameter and stimulation
settings" on page 101.

8. Press the Lock ( ) button to lock the
controller while recharging.

Note: When the controller is locked during
the recharging process, it will still continue
to recharge your neurostimulator.

The recharger should remain over your
neurostimulator until the recharging light is
steady green and no longer flashing. When
recharging is complete, the Batteries
screen displays Finished (Figure 7.4).
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