
 
 

16 Augus

 

To whom

 

The Medt

operates i

tune‐up p

that it doe

transmitte

that it doe

parameter

 

Respectfu

 

Matthew 

Principal 

Medtronic

t 2013 

 it may conce

tronic Reveal 

in the MedRa

process. The tr

es not exceed 

er is adjusted 

es not exceed 

rs are configu

ully, 

Kirkwood 

Systems Engi

c, Inc. 

 

ern: 

LINQ™ LNQ

dio band betw

ransmitter po

the value sho

during produ

the occupied

urable by the 

ineer 

Q11 Insertable

ween 401.36 a

ower output is

own on the FC

uction test an

d bandwidth r

user. 

e Cardiac Mon

and 401.64 MH

s fixed and is

CC grant of ce

nd the occupie

requirements 

nitor contain

Hz. This tran

s verified duri

ertification. T

ed bandwidth

for the MedR

s a radio tran

nsmitter has n

ing productio

The frequency

h is then verif

Radio wing ba

Me
82
Mo
ww
 

nsmitter that 

no provisions 

on test to conf

y deviation of

fied to confirm

ands. No rad

edtronic, Inc
00 Coral Sea

ounds View, M
ww.medtronic

for a 

firm 

f the 

m 

io 

. 
a St. SE 
MN 55118 
c.com 


