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5.1 TEST DATA 

 5.2 Radiated Measurements 

 

Field Strength of SPURIOUS Radiation –Low
Frequency 
(MHz) 

Level 
(dBm) 

AFCL 
(dB) 

POL 
(H/V)

F/S 
(dBµV/m)

F/S 
(µV/m) 

Power
(W) 

403.35 -71.5*   N/A N/A  N/A  N/A  6.26E-08 
806.7  

-105.7 
31.45 V 32.75 43.4 

  
1210.1  

-119.0
32.10 V 20.10 10.1 

 
1613.40 -132.3 34.50 V 9.2 2.88 

2016.80 -135.0 36.00 V 8.00 2.51 


	Text1: EUT was tested in both horizontal and vertical planes for horizontal and vertical polarizations. 
	Text2: EUT support structure was centered vertically in the plexiglass container positioned 6 cm from the sidewall of the container.
	Text3: EUT was 1.5 meters above the ground plane.


