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MG33002-1

1) The user manual instructions state that
the use of shielded cables is required,
however the device does not have any
cables. Please provide a corrected user
manual. Response: The owners manual has
been revised. 2) Please provide an
explanation of how the device meets the
operational limitations of 15.231. Response:
The EUT shuts off immediately after the
button is released.

 

 


