
 

 

 

Appendix E. Dipole Calibration 
 

 Instrument Manufacturer Model No. Serial No. 

 Reference Dipole 450MHz Speag D450V3 1108 

 Reference Dipole 750MHz Speag D750V3 1031 

 Reference Dipole 835Mhz Speag ALS-D-835 QTK-315 

 Reference Dipole 900MHz Speag D900V2 1d176 

 Reference Dipole 1450MHz Speag D1450V2 1056 

 Reference Dipole 1640MHz Speag D1640V2 329 

 Reference Dipole 1750MHz Speag D1750V2 1113 

 Reference Dipole 1800MHz Speag D1800V2 2d221 

 Reference Dipole 1900MHz Speag D1900V2 5d184 

 Reference Dipole 1950MHz Speag D1950V3 1213 

 Reference Dipole 2300MHz Speag D2300V2 1045 

X Reference Dipole 2450MHz Speag D2450V2 930 

 Reference Dipole 2600MHz Aprel ALS-D-2600 QTK-225 

 Reference Dipole 3500MHz Aprel ALS-D-3500 QTK-228 

 Reference Dipole 3700MHz Speag D3700V2 1056 

X Reference Dipole 5GHz Speag D5GHzV2 1041 

Note: The test dipole antenna marked with “X” are used to measure the final test results. 


































