Appendix C - Calibration

All of the instruments Calibration information are listed below.

Dipole _ D835V2 SN:4d082 Calibration No.D835V2-4d082 Jul09
Dipole _ D1900V2 SN:5d111 Calibration No.D1900V-5d111 Jul09
Dipole _ D2450V2 SN:712 Calibration No.D2450V-712_Feb09
Probe ES3DV3 SN:3150 Calibration No.ES3-3150 Apr09

DAE _ DAE3 SN:393 Calibration No.DAE3-393 _ Aug09
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