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Appendix D. Probe Calibration Data 

 



Report No.:AGC00068130712FH01 
Page 154 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 155 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 156 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 157 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 158 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 159 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 160 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 161 of 180 

 
 



Report No.:AGC00068130712FH01 
Page 162 of 180 

 



Report No.:AGC00068130712FH01 
Page 163 of 180 

Appendix E. Dipole Calibration Data 
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