
Report No.: SEWM2312000502RG06

Appendix C

Calibration certificate

1. Dipole
D750V3-SN 1210
D835V2-SN 4d161
D1750V2-SN 1038
D1950V3- SN 1218
D2300V2- SN 1072
D2450V2-SN 922
D2600V2-SN 1180
D5GHzV2-SN 1313
2. DAE
DAE4-SN 1374
3. Probe
EX3DV4-SN 3962































































































































Dipole D750V3 SN 1210

Head Liquid

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ

2021-09-08 -28.3 / 52.8 /

2022-09-07 -27.9 1.4% 52.3 0.5Ω

Dipole D1750V2 SN 1038

Head Liquid

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ

2021-12-16 -36.6 / 51.0 /

2022-12-15 -36.8 0.55% 50.6 0.4Ω

Dipole D2300V2 SN 1072

Head Liquid

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ

2019-05-21 -26.7 / 46.9 /

2021-05-19 -27.4 2.62% 48.1 1.2Ω

2022-05-18 -26.9 -0.01 47.3 -0.4Ω

Dipole D2600V2 SN 1180
Head Liquid

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ

2021/5/12 -29.77 / 47.2 /
2022/5/11 -28.6 4.03% 48.1 -0.9Ω
2023/5/10 -29.37 1.34% 47.8 -0.6Ω

D5GHzV2 – serial no. 1313
5GHzV2 Head

Date of
Measurement Freq. Return-Loss

(dB) Δ % Real Impedance
(ohm) ΔΩ

2022-01-25

5250 -29.9 / 47.0 /

5600 -28.5 / 53.5 /

5750 -34.1 / 50.2 /

2023-01-24

5250 -29.6 1.2% 47.1 -0.1

5600 -28.2 1.1% 53.1 0.4

5750 -33.9 0.6% 51.3 -1.1
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