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The SAR systems (including SAR probe, system components and software versions) used for this device were 

validated against its performance specifications prior to the SAR measurements. 

A tabulated summary of the system validation status including the validation date(s), measurement frequencies, 

SAR probes and tissue dielectric parameters has been included. 

 

 
Table E-1 

SAR System Validation Summary – 1g 

Freq. (MHz) Date Probe SN Probe Cal Point Cond. (σ) Perm. (εr) 

MOD. VALIDATION 

MOD. 

TYPE 

DUTY 

FACTOR 
PAR 

750 8/10/2022 7686 750 Head 0.886 41.38 OFDM PASS PASS 

835 8/11/2022 7686 835 Head 0.898 41.022 OFDM PASS PASS 

1750 8/12/2022 7686 1750 Head 1.375 40.296 OFDM PASS PASS 

1900 8/13/2022 7686 1900 Head 1.406 40.212 OFDM PASS PASS 

2600 8/15/2022 7686 2600 Head 1.978 39.468 OFDM PASS PASS 

2600 8/16/2022 7686 2600 Head 1.977 39.460 OFDM/TDD PASS PASS 

 


