


















 

Dipole D1750V2 SN 1149 

Head Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2019-05-21 -31.8 / 47.6 / 

2020-05-20 -32.3 1.57% 48.9 1.3Ω 

 

Dipole D2600V2 SN 1125 

Head Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2019-05-20 -25.7 / 48.9 / 

2020-05-19 -26.6 3.50% 50.8 1.9Ω 

 


