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EX3DV4 - SN:3600

Basic Calibration Parameters

April 20, 2022

DASY/EASY - Parameters of Probe: EX3DV4 - SN:3600

Sensor X Sensor Y Sensor Z Unc (k=2)
Norm (uV/(V/imy)»* 0.48 0.48 0.38 101 %
DCP (mV)? 101.6 98.8 101.6
Calibration Results for Modulation Response
uiD Communication System Name A B c D VR Max UncE
dB dBVpV dB mv dev. (k=2)
0 cw X 0.0 0.0 1.0 0.00 1476 | +25% | 47 %
Y 0.0 0.0 1.0 140.0
z 0.0 0.0 1.0 146.8

The reported uncertainty of measurement is stated as the standard uncertainty of measurement

multiplied by the coverage factor k=2, which for a normal distribution corresponds to a coverage
probability of approximately 95%.

A The uncertainties of Norm X,Y,Z do not affect the E-field uncertainty inside TSL (see Pages 5 and 6).
& Numerical linearization parameter: uncertainty not required.

E Uncertainty is determined using the max. deviation from linear response applying rectangular distribution and is expressed for the square of the

field value.

Certificate No: EX3-3600_Apr22
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Measurement Conditions

DASY system configuration, as far as not given on page 1.

DASY Version DASY5 V52.10.4
Extrapolation Advanced Extrapolation
Phantom ELI4 Flat Phantom Shell thickness: 2 + 0.2 mm
EUT Positioning Touch Position
Zoom Scan Resolution dx, dy =4.0mm, dz = 1.4 mm Graded Ratio = 1.4 (Z direction)
Frequency 150 MHz + 1 MHz

Head TSL parameters

The following parameters and calculations were applied.
Temperature Permittivity Conductivity

Nominal Head TSL parameters 220°C 52.3 0.76 mho/m
Measured Head TSL parameters (22.0+£0.2) °C 50.9+6 % 0.76 mho/m + 6 %
Head TSL temperature change during test <05°C -ee- -e--

SAR result with Head TSL
SAR averaged over 1 cm® (1 g) of Head TSL Condition
SAR measured 1 W input power 3.89 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

3.87 W/kg = 18.4 % (k=2)

SAR averaged over 10 cm® (10 g) of Head TSL

condition

SAR measured

1 W input power

2.57 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

2.56 W/kg = 18.0 % (k=2)

Certificate No: CLA150-4007_Mar20
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Appendix (Additional assessments outside the scope of SCS 0108)

Antenna Parameters with Head TSL

Impedance, transformed to feed point

4490Q-58jQ
Return Loss -21.8dB
Additional EUT Data
Manufactured by SPEAG

Certificate No: CLA150-4007_Mar20
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NCL CALIBRATION LABORATORIES

Calibration File No: DC-1905
Project Number: 5921

Client.: Celltech
Address: 21 — 364 Lougheed Road, Kelowna, BC V1X 7R8, Canada

CERTIFICATE OF CALIBRATION

It is certified that the equipment identified below has been calibrated in the
NCL CALIBRATION LABORATORIES by qualified personnel following recognized
procedures and using transfer standards traceable to NRC/NIST.

Validation Dipole (Head)

Manufacturer: SPEAG

Part number: D450V3

Frequency: 450 MHz
Serial No: 1068

Calibrated: 27/04/2021
Released on: 05/05/2021

This Calibration Certificate is incomplete unless accompanied by the Calibration Results Summary

Released by:

ity Manager

Calibration Laboratories

Suite 102, 303 Terryfox Dr. Division of APREL Lab.
Ottawa, Ontario, K2K 3J1 Tel: (613) 435-8300
Canada Fax: (613) 435-8306



NCL Calibration Laboratories

Division of APREL Laboratories

Conditions

DC-1905

Dipole SN 1068 was a re-calibration.

Ambient Temperature of the Laboratory: 21 °C +/- 0.5°C

Temperature of the Tissue:

Primary Measurement Standards

Instrument
Signal Generator HP
Network Analyzer Keysight

Spectrum Analyzer Keysight

Attestation

21 °C +/- 0.5°C

Serial Number Cal due date

83640B 3844A00689 Sept. 17, 2022
E5063A MY54502902 Mar. 9, 2023
N9030B MY57140772 Apr. 20, 2023

The below named signatories have conducted the calibration and review of the data which is

presented in this calibration report.

We the undersigned attest that to the best of our knowledge the calibration
has been accurately conducted and that all information contained within this
report has been reviewed for accuracy and any uncertainties if applicable

disclosed.

Pietﬁ{as 1
i anager

&

CAA 7

¥

Maryna Nesterovfa
Test and Calibration Engineer

Dipole SN: 1068

Page 2 of 7

This page has been reviewed for content and attested to on Page 2 of this document.



NCL Calibration Laboratories

Division of APREL Laboratories

Calibration Results Summary

DC-1905

The following results relate the Calibrated Dipole and should be used as a quick reference

for the user.

Mechanical Dimensions

Length Height Diameter
290.0 mm 166.7 mm 6.35 mm
Tissue Validation
Tissue Frequenc Dielectric Conductivity,
q y constant, er o [S/m]
Head 450 MHz 45.10 0.86
Electrical Specification
Tissue Frequency Return Loss Impedance SWR
Head 450 MHz -22.59 dB 47.12 Q 116U
System Validation Results
iw 1w
Tissue Frequency 1-Gram SAR 10-Gram SAR Uncertainty
Head 450 MHz 4.814 3.160 18.5%
250mV 250mv
Head 1.2035 0.79

K AXIS (mm))

Y Axis (mm)

Dipole SN: 1068

Page 3 of 7
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NCL Calibration Laboratories
Division of APREL Laboratories DC-1005

Introduction

This Calibration Report has been produced in line with the SSI Dipole Calibration Procedure
SSI-TP-018-ALSAS. The results contained within this report are for Dipole 1068. The
calibration routine consisted of a three-step process. Step 1 was a mechanical verification of
the dipole to ensure that it meets the mechanical specifications. Step 2 was an Electrical
Calibration for the Validation Dipole, where the SWR, Impedance, and the Return loss were
assessed. Step 3 involved a System Validation using the ALSAS-10U, along with APREL E-
020 30 MHz to 6 GHz E-Field Probe Serial Number 225.

References

o |EEE Standard 1528:2013
IEEE Recommended Practice for Determining the Peak Spatial-Average Specific
Absorption Rate (SAR) in the Human Head from Wireless Communications Devices:
Measurement Techniques

o EN 62209-1:2016
Human Exposure to RF Fields from hand-held and body-mounted wireless
communication devices - Human models. instrumentation, and procedures - Part 1:
Procedure to measure the Specific Absorption Rate (SAR) for hand-held mobile
wireless devices

o IEC 62209-2:2019
Human exposure to RF fields from hand-held and body-mounted wireless devices -
Human models, instrumentation, and procedures - Part 2: specific absorption rate
(SAR) for wireless communication devices (30 MHz - 6 GHz)

o D22-012-Tissue dielectric tissue calibration procedure

o0 D28-002-Dipole procedure for validation of SAR system using a dipole

o0 |EEE 1309 Standard for Calibration of Electromagnetic Field Sensors and Probes,
Excluding Antennas, from 9 kHz to 40 GHz

Conditions
Ambient Temperature of the Laboratory: 21 °C +/- 0.5°C
Temperature of the Tissue: 21 °C +/- 0.5°C

Dipole Calibration uncertainty
The calibration uncertainty for the dipole is made up of various parameters presented below.

Tolerance, %

Mechanical 2.00

Positioning Error 0.10

Electrical 0.37

Tissue Permittivity 3.68

Tissue Conductivity 1.51

Dipole Validation 1.70

Combined Uncertainty,

k=2 3.90

Dipole SN: 1068

Page 4 of 7
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NCL Calibration Laboratories
Division of APREL Laboratories DC-1005

The Following Graphs are the results as displayed on the Vector Network Analyzer.
Electrical Calibration

Test Head
S11 R/L -22.59 dB
Impedance 47.12 Q

SWR 1.16 U

S11 Parameter Return Loss

Head
Frequency Range 446.22 MHz to 463.38MHz

E5063A Network Analyzer
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Dipole SN: 1068

Page 5 of 7
This page has been reviewed for content and attested to on Page 2 of this document.



NCL Calibration Laboratories
Division of APREL Laboratories

DC-1905
Smith Chart Dipole Impedance
Head
E3063A Network Analyzer
1 Active Ch/Trace 2 Response 3 Stimulus 4 Mhkr/Analysis 3 Instr State Resize
P s11 smith (R+jx) scale 1.000 u [F1]

1 446.22310 MHz 44.051 Q -7.2566 0 4
=2 450.00000 MHz 46.687 0 -6.3797
3 463.38170 mHz 553.943 0 -B.60

p
5.438 pF
0 39.616 pF

2021-04-27 03:55

Dipole SN: 1068
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NCL Calibration Laboratories
Division of APREL Laboratories DC-1905

SWR

Head

E3063A Network Analyzer
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Dipole SN: 1068
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Measurement Conditions

DASY system configuration, as far as not given on page 1.

DASY Version DASY52 Vv52.10.4

Extrapolation Advanced Extrapolation

Phantom Modular Flat Phantom

Distance Dipole Center - TSL 15 mm with Spacer

Zoom Scan Resolution dx, dy, dz =5 mm

Frequency 750 MHz + 1 MHz
Head TSL parameters

The following parameters and calculations were applied.
Temperature Permittivity Conductivity

Nominal Head TSL parameters 220°C 41.9 0.89 mho/m

Measured Head TSL parameters (22.0+0.2)°C 414+6% 0.89 mho/m+6 %

Head TSL temperature change during test <05°C - -
SAR result with Head TSL

SAR averaged over 1 cm® (1 g) of Head TSL Condition

SAR measured 250 mW input power 2.17 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

8.66 Wikg * 17.0 % (k=2)

SAR averaged over 10 cm?® (10 g) of Head TSL

condition

SAR measured

250 mW input power

1.42 Wikg

SAR for nominal Head TSL parameters

normalized to 1W

5.67 Wikg + 16.5 % (k=2)

Certificate No: D750V3-1061_Apr22
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Appendix (Additional assessments outside the scope of SCS 0108)

Antenna Parameters with Head TSL

Impedance, transformed to feed point 54.4Q-0.7jQ

Return Loss -27.5dB
General Antenna Parameters and Design

Electrical Delay (one direction) 1.035 ns

After long term use with 100W radiated power, only a slight warming of the dipole near the feedpoint can be measured.

The dipole is made of standard semirigid coaxial cable. The center conductor of the feeding line is directly connected to the
second arm of the dipole. The antenna is therefore short-circuited for DC-signals. On some of the dipoles, small end caps
are added to the dipole arms in order to improve matching when loaded according to the position as explained in the
"Measurement Conditions” paragraph. The SAR data are not affected by this change. The overall dipole length is still

according to the Standard.

No excessive farce must be applied to the dipole arms, because they might bend or the soldered connections near the

feedpoint may be damaged.

Additional EUT Data

Manufactured by

SPEAG

Certificate No: D750V3-1061_Apr22
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NCL CALIBRATION LABORATORIES

Calibration File No: DC-1903
Project Number: 5921

Client.: Celltech
Address: 21 — 364 Lougheed Road, Kelowna, BC V1X 7R8, Canada

CERTIFICATE OF CALIBRATION

It is certified that the equipment identified below has been calibrated in the
NCL CALIBRATION LABORATORIES by qualified personnel following recognized

procedures and using transfer standards traceable to NRC/NIST.

Validation Dipole (Head)

Manufacturer: SPEAG

Part number: D835V2

Frequency: 835 MHz
Serial No: 4d075

Calibrated: 27/04/2021
Released on: 05/05/2021

This Calibration Certificate is incomplete unless accompanied by the Calibration Results Summary

Released by:

ity Manager

Calibration Laboratories

Suite 102, 303 Terryfox Dr. Division of APREL Lab.
Ottawa, Ontario, K2K 3J1 Tel: (613) 435-8300
Canada Fax: (613) 435-8306



NCL Calibration Laboratories

Division of APREL Laboratories

Conditions

DC-1903

Dipole SN 4d075 was a re-calibration.

Ambient Temperature of the Laboratory: 21 °C +/- 0.5°C

Temperature of the Tissue:

Primary Measurement Standards

Instrument
Signal Generator HP
Network Analyzer Keysight

Spectrum Analyzer Keysight

Attestation

21°C +/-0.5°C

Serial Number Cal due date

83640B 3844A00689 Sept. 17, 2022
E5063A MY54502902 Mar. 9, 2023
N9030B MY57140772 Apr. 20, 2023

The below named signatories have conducted the calibration and review of the data which is

presented in this calibration report.

We the undersigned attest that to the best of our knowledge the calibration
has been accurately conducted and that all information contained within this
report has been reviewed for accuracy and any uncertainties if applicable
disclosed.

,’ ] /'{ 'Z’.«_ o

7

Maryna Nesterovfa
Test and Calibration Engineer

Dipole SN 4d075

Page 2 of 7

This page has been reviewed for content and attested to on Page 2 of this document.



NCL Calibration Laboratories
Division of APREL Laboratories

DC-1903

Calibration Results Summary

The following results relate the Calibrated Dipole and should be used as a quick reference

for the user.

Mechanical Dimensions

Length Height
161.0 mm 89.8 mm
Tissue Validation
Tissue Frequenc Dielectric Conductivity,
d y constant, er o [S/m]
Head 835 MHz 39.97 0.90
Electrical Specification
Tissue Frequency Return Loss Impedance SWR:
Head 835 MHz 21.88 dB 42.75 Q 1.18 U
System Validation Results
Tissue Frequency 1-Gram SAR 10-Gram SAR Uncertainty
Head 835 MHz 9.319 W/kg 6.011 W/kg 18.7%
Head
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8.080
7522
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B.446 =
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Dipole SN 4d075

Page 3 of 7

This page has been reviewed for content and attested to on Page 2 of this document.



NCL Calibration Laboratories
Division of APREL Laboratories DC-1903

Introduction

This Calibration Report has been produced in line with the SSI Dipole Calibration Procedure
SSI-TP-018-ALSAS. The results contained within this report are for Validation Dipole
SN 4d075. The calibration routine consisted of a three-step process. Step 1 was a
mechanical verification of the dipole to ensure that it meets the mechanical specifications.
Step 2 was an Electrical Calibration for the Validation Dipole, where the SWR, Impedance,
and the Return loss were assessed. Step 3 involved a System Validation using the ALSAS-
10U, along with APREL E-020 30 MHz to 6 GHz E-Field Probe Serial Number 225.

References

o IEEE Standard 1528:2013
IEEE Recommended Practice for Determining the Peak Spatial-Average Specific
Absorption Rate (SAR) in the Human Head from Wireless Communications Devices:
Measurement Techniques

o EN 62209-1:2016
Human Exposure to RF Fields from hand-held and body-mounted wireless
communication devices - Human models. instrumentation, and procedures - Part 1:
Procedure to measure the Specific Absorption Rate (SAR) for hand-held mobile
wireless devices

o |IEC 62209-2:2019
Human exposure to RF fields from hand-held and body-mounted wireless devices -
Human models, instrumentation, and procedures - Part 2: specific absorption rate
(SAR) for wireless communication devices (30 MHz - 6 GHz)

o D22-012-Tissue dielectric tissue calibration procedure

o0 D28-002-Dipole procedure for validation of SAR system using a dipole

o |EEE 1309 Standard for Calibration of Electromagnetic Field Sensors and Probes,
Excluding Antennas, from 9 kHz to 40 GHz

Conditions
Ambient Temperature of the Laboratory: 21 °C +/- 0.5°C
Temperature of the Tissue: 21 °C +/-0.5°C

Dipole Calibration uncertainty
The calibration uncertainty for the dipole is made up of various parameters presented below.

Tolerance, %

Mechanical 1.00

Positioning Error 0.10

Electrical 0.37

Tissue Permittivity 3.69

Tissue Conductivity 0.58

Dipole Validation 1.70

Combined Uncertainty,

k=2 3.46

Dipole SN 4d075

Page 4 of 7
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NCL Calibration Laboratories
Division of APREL Laboratories DC-1903

The Following Graphs are the results as displayed on the Vector Network Analyzer.
Electrical Calibration

Test Head
S11RIL -21.88 dB
Impedance 42.75Q

SWR 1.18U

S11 Parameter Return Loss

Head
Frequency Range 832.02 MHz to 860.40 MHz
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Dipole SN 4d075
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NCL Calibration Laboratories
Division of APREL Laboratories

DC-1903
Smith Chart Dipole Impedance
Head
E5063A Network Analyzer
1 Active Ch/Trace 2 Response 3 Stimulus 4 Mkr/Analysis 5 Instr State Resize
P 511 smith (R+jX) Scale 1.000 U [F1]

1 832.01600 mHz 41.198 o 909.72 m2 T pH
=2 B835.00000 MHz 42.726 0 1.6983 323.74 pH
3 B860.39520 MHz 59.388 0 -4.6037° 0  40.180 pF
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Dipole SN 4d075
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NCL Calibration Laboratories
Division of APREL Laboratories DC-1903

SWR

Head

E3063A Network Analyzer
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P S11 swr 2.000 / ref -4.000 [F1]
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Appendix (Additional assessments outside the scope of SCS 0108)

Antenna Parameters with Head TSL

Impedance, transformed to feed point 47.7Q-5.3jQ
Return Loss -24.6dB

General Antenna Parameters and Design

Electrical Delay (one direction) 1.193 ns

After long term use with 100W radiated power, only a slight warming of the dipole near the feedpoint can be measured.

The dipole is made of standard semirigid coaxial cable. The center conductor of the feeding line is directly connected to the
second arm of the dipole. The antenna is therefore short-circuited for DC-signals. On some of the dipoles, small end caps
are added to the dipole arms in order to improve matching when loaded according to the position as explained in the
"Measurement Conditions® paragraph. The SAR data are not affected by this change. The overall dipole length is still
according to the Standard.

No excessive force must be applied to the dipole arms, because they might bend or the soldered connections near the
feedpoint may be damaged.

Additional EUT Data

Manufactured by SPEAG

Certificate No: D1800V2-247_Mar20 Page 4 of 6









NCL CALIBRATION LABORATORIES

Calibration File No: DC-1904
Project Number: 5921

Client.: Celltech
Address: 21 — 364 Lougheed Road, Kelowna, BC V1X 7R8, Canada

CERTIFICATE OF CALIBRATION

It is certified that the equipment identified below has been calibrated in the
NCL CALIBRATION LABORATORIES by qualified personnel following recognized
procedures and using transfer standards traceable to NRC/NIST.

Validation Dipole (Head)

Manufacturer: SPEAG

Part number: D2450V2

Frequency: 2450 MHz
Serial No: 825

Calibrated: 27/04/2021
Released on: 05/05/2021

This Calibration Certificate is incomplete unless accompanied by the Calibration Results Summary

Released by:

ity Manager

Calibration Laboratories

Suite 102, 303 Terryfox Dr. Division of APREL Lab.
Ottawa, Ontario, K2K 3J1 Tel: (613) 435-8300
Canada Fax: (613) 435-8306



NCL Calibration Laboratories

Division of APREL Laboratories

Conditions

DC-1904

Dipole SN 825 was a re-calibration.

Ambient Temperature of the Laboratory: 21 °C +/- 0.5°C

Temperature of the Tissue:

Primary Measurement Standards

Instrument
Signal Generator HP
Network Analyzer Keysight

Spectrum Analyzer Keysight

Attestation

21 °C +/- 0.5°C

Serial Number Cal due date

83640B 3844A00689 Sept. 17, 2022
E5063A MY54502902 Mar. 9, 2023
N9030B MY57140772 Apr. 20, 2023

The below named signatories have conducted the calibration and review of the data which is

presented in this calibration report.

We the undersigned attest that to the best of our knowledge the calibration
has been accurately conducted and that all information contained within this
report has been reviewed for accuracy and any uncertainties if applicable

disclosed.

Pietﬁ{as 1
i anager

&

CAA 7

¥

Maryna Nesterovfa
Test and Calibration Engineer

Dipole SN: 825

Page 2 of 7
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NCL Calibration Laboratories
Division of APREL Laboratories DC-1004

Calibration Results Summary

The following results relate the Calibrated Dipole and should be used as a quick reference
for the user.

Tissue Validation

Tissue Frequenc Dielectric Conductivity,
g y constant, er o [S/m]
Head 2450 MHz 40.73 1.86
Electrical Specification
Tissue Frequency Return Loss Impedance SWR:
Head 2450 MHz -19.83 dB 43.26 Q 1.23U
System Validation Results
Tissue Frequency 1-Gram SAR 10-Gram SAR Uncertainty
Head 2450 MHz 52.719 W/kg 24.015 W/kg 19.8%
Head
SAR-ZAK.}.\.‘
£33 R
s =
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50.9595 Y
47.810 80 -
44 E22 - \
41.434 £ 5 \
38.246 bt § 60 .
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Dipole SN: 825
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NCL Calibration Laboratories

Division of APREL Laboratories DC-1004

Introduction

This Calibration Report has been produced in line with the SSI Dipole Calibration Procedure
SSI-TP-018-ALSAS. The results contained within this report are for Validation Dipole
SN 825. The calibration routine consisted of a three-step process. Step 1 was a mechanical
verification of the dipole to ensure that it meets the mechanical specifications. Step 2 was an
Electrical Calibration for the Validation Dipole, where the SWR, Impedance, and the Return
loss were assessed. Step 3 involved a System Validation using the ALSAS-10U, along with
APREL E-020 30 MHz to 6 GHz E-Field Probe Serial Number 225.

References

o |EEE Standard 1528:2013
IEEE Recommended Practice for Determining the Peak Spatial-Average Specific
Absorption Rate (SAR) in the Human Head from Wireless Communications Devices:
Measurement Techniques

o EN 62209-1:2016
Human Exposure to RF Fields from hand-held and body-mounted wireless
communication devices - Human models. instrumentation, and procedures - Part 1:
Procedure to measure the Specific Absorption Rate (SAR) for hand-held mobile
wireless devices

o IEC 62209-2:2019
Human exposure to RF fields from hand-held and body-mounted wireless devices -
Human models, instrumentation, and procedures - Part 2: specific absorption rate
(SAR) for wireless communication devices (30 MHz - 6 GHz)

o D22-012-Tissue dielectric tissue calibration procedure

o0 D28-002-Dipole procedure for validation of SAR system using a dipole

o0 |EEE 1309 Standard for Calibration of Electromagnetic Field Sensors and Probes,
Excluding Antennas, from 9 kHz to 40 GHz

Conditions
Ambient Temperature of the Laboratory: 21 °C +/- 0.5°C
Temperature of the Tissue: 21 °C +/- 0.5°C

Dipole Calibration uncertainty
The calibration uncertainty for the dipole is made up of various parameters presented below.

Tolerance, %

Mechanical 2.00

Positioning Error 0.10

Electrical 0.37

Tissue Permittivity 3.88

Tissue Conductivity 3.56

Dipole Validation 1.70

Combined Uncertainty,

k=2 4.81

Dipole SN: 825

Page 4 of 7
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NCL Calibration Laboratories

Division of APREL Laboratories

DC-1904

The Following Graphs are the results as displayed on the Vector Network Analyzer.

Electrical Calibration

Test Head
S11 R/L -19.83 dB
Impedance 43.26 Q

SWR 1.23 U

S11 Parameter Return Loss

Head

Frequency Range 2326.59 MHz to 2450 MHz
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-15.00

-20.00

-25.00

-30.00

-35.00

-40.00

2.3265883 GHz -20.314 dB
=2 2.4500000 GHz -19.825 dB
2.3789145 GHz -30.875 dB

1 Start 2 GHz

_~

IFBW 70 kHz

Stop 2.9 GHz [EGIEl|

Trigger

. Hold

Single

Continuous

Hold
All Channels

Continuous
Disp Channels

Trigger Source

Internal I

Trigger Event

On Sweep

Trigger Scope

All Channel

Restart

Trigger

Ext Trig Input

Negative Edge

Trigger Delay

| os
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DC-1904
Smith Chart Dipole Impedance
Head
E5063A Network Analyzer
1 Active Ch/Trace 2 Response 3 Stimulus 4 Mkr/Analysis 5 Instr State Resize
P 511 smith (R+jX) Scale 1.000 U [F1]

1 2.3265883 GHz 41.601 o -2.7560 0 2 p
=2 2.4500000 GHz 42.815 0 -6.2021 0.474 pF
3 2.3789145 GHz 47.491 0 -1.2159 0 55.025 pF
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SWR

Head

E3063A Network Analyzer

1 Active Ch/Trace 2 Response 3 Stimulus 4 Mkr/Analysis 5 Instr State Resize

P 511 swr 500.0 m/ Ref 500.0 m [F1]
5.500

1 2.3265883 GHz 1.2135
=2 2.4500000 GHz 1.2273
3 2.3789145 GHz 1.05389

b
500. Om .
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Certificate of Conformity / First Article Inspection

ltem Oval Flat Phantom ELI 5.0
Type No QD OVA 002 A
Series No 1108 and higher
Manufacturer Untersee Composites
Knebelstrasse 8, CH-8268 Mannenbach, Switzerland

Tests
Complete tests were made on the prototype units QD OVA 001 A, pre-series units QD OVA 001 B as
well as on some series units QD OVA 001 B. Some tests are made on all series units QD OVA 002 A.

Test Requirement Details Units tested
Shape Internal dimensions, depth and | Bottom elliptical 600 x 400 Prototypes
sagging are compatible with mm, Depth 190 mm,
standards dimension compliant with [1]
for f > 375 MHz
Material thickness | Bottom: dimension compliant with all
2.0mm +/- 0.2mm [3] for f > 800 MHz
Material rel. permittivity 2 — 5, rel. permittivity 3.5 +/- 0.5 Material
parameters loss tangent £ 0.05, atf< 6 loss tangent < 0.05 samples
GHz
Material Compatibility with tissue Compatible with SPEAG Phantoms,
resistivity simulating liquids . liquids. ** Material
sample
Sagging Sagging of the flat section in within tolerance for filling Prototypes,
tolerance when filled with height up to 155 mm samples
tissue simulating liquid.

**  Note: Compatibility restrictions apply certain liquid components mentioned in the standard,
containing e.g. DGBE, DGMHE or Triton X-100. Observe technical note on material compatibility.

Standards

[11 OET Bulletin 65, Supplement C, “Evaluating Compliance with FCC Guidelines for Human Exposure
to Radiofrequency Electromagnetic Fields", Edition 01-01

[2] IEEE 1528-2003, “Recommended Practice for Determining the Peak Spatial-Average Specific
Absorption Rate (SAR) in the Human Head from Wireless Communications Devices: Measurement
Techniques, December 2003

[38] IEC 62209-1 ed1.0, “Human exposure to radio frequency fields from hand-held and body-mounted
wireless communication devices - Human models, instrumentation, and procedures - Part 1:
Procedure to determine the specific absorption rate (SAR) for hand-held devices used in close
proximity to the ear (frequency range of 300 MHz to 3 GHz)", 2005-02-18

[4] IEC 62209-2 ed1.0, “Human exposure to radio frequency fields from hand-held and body-mounted
wireless communication devices - Human models, instrumentation, and procedures - Part 2:
Procedure to determine the specific absorption rate (SAR) for wireless communication devices used
in close proximity to the human body (frequency range of 30 MHz to 6 GHz)", 2010-03-30

Conformity

Based on the sample tests above, we certify that this item is in compliance with the uncertainty
requirements of body-worn SAR measurements and system performance checks as specified in [1 — 4]
and further standards.

Date 25.7.2011 Speag

o Schmi nar-Enginearin
Zeug rass 3, BOM
Signature / Stamp Phon 9779
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