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APPENDIX E – PROBE CALIBRATION 
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APPENDIX F – DIPOLE CALIBRATION 

 
 
  































 

Date: 

April 15, 2019 

Revision No. 

Rev. 1.0 

 
Test Lab Certificate No. 2470.01 

450 MHz Dipole Extended Calibration 
 

 

 
 
Dipole: D450V3 
Serial Number: 1068 
Last Calibrated: Apr 23, 2018 
 
 
 

Antenna Parameters with Head TSL 

 Impedance 
Real (ohms) 

Deviation 
from 

cal(ohms) 

Impedance 
Imaginary 

(ohms) 

Deviation 
from 

cal(ohms) 

Return Loss 
(dB) 

Deviation 
from 

Cal(%) 

Last Calibration 57.775 - -4.553 - -21.560 - 

Extended Cal 
Apr 15, 2019 

54.971 -2.804 -6.961 -2.408 -21.796 -1.08 

 
Per KDB 865664 D01 3.2.2 §2 C, D 
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Antenna VSWR with Head TSL 
 

 
 
 

 




