








Dipole D750V3 SN 1210

Head Liquid

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ

2021-09-08 -28.3 / 52.8 /

2022-09-07 -27.9 1.4% 52.3 0.5Ω

2023-09-07 -27.6 2.5% 51.7 1.1Ω

Dipole D1750V2 SN 1038

Head Liquid

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ

2021-12-16 -36.6 / 51.0 /

2022-12-15 -36.8 0.55% 50.6 0.4Ω

2023-12-15 -36.3 1.36% 50.2 0.8Ω

D5GHzV2 – serial no. 1313
5GHzV2 Head

Date of
Measurement Freq. Return-Loss

(dB) Δ % Real Impedance
(ohm) ΔΩ

2022-01-25

5250 -29.9 / 47.0 /

5600 -28.5 / 53.5 /

5750 -34.1 / 50.2 /

2023-01-24

5250 -29.6 1.00% 47.1 -0.1

5600 -28.2 1.05% 53.1 0.4

5750 -33.9 0.59% 51.3 -1.1

2024-01-24

5250 -29.4 1.67% 46.8 0.2

5600 -28.1 1.40% 52.9 0.6

5750 -33.7 1.17% 49.8 0.4




