
Test Report Serial No: RFI-SAR-RP85119JD02A V1.0 

Version 1.0 Issue Date: 03 January 2012 
 
 

Page: 48 of 185 RFI Global Services Ltd.
 

Appendix 1. Test Equipment Used 

RFI 
No. Instrument Manufacturer Type No. Serial No. Date Last 

Calibrated 
Cal. 
Interval 
(Months)

A034 Narda 20W 
Termination Narda 374BNM 8706 Calibrated as 

part of system - 

A1097 SMA Directional 
Coupler MiDISCO MDC6223-

30 None Calibrated as 
part of system - 

A1137 3dB Attenuator Narda 779 04690 Calibrated as 
part of system - 

A1174 Dielectric Probe 
Kit 

Agilent 
Technologies 85070C Us99360072 Calibrated 

before use - 

A1328 Handset 
Positioner 

Schmid & Partner 
Engineering AG Modification SD 000 H01 

DA - - 

A1182 Handset 
Positioner 

Schmid & Partner 
Engineering AG V3.0 None - - 

A1234 Data Acquisition 
Electronics 

Schmid & Partner 
Engineering AG DAE3 450 09 Feb 2011 12 

A1235 900 MHz Dipole 
Kit 

Schmid & Partner 
Engineering AG D900V2 124 09 Feb 2011 24 

A1237 1900 MHz Dipole 
Kit 

Schmid & Partner 
Engineering AG D1900V2 540 08 Feb 2011 24  

A1322 2450 MHz Dipole 
Kit 

Schmid & Partner 
Engineering AG D2450V2 725 08 Feb 2011 24  

A1238 SAM Phantom Schmid & Partner 
Engineering AG SAM b 001 Calibrated 

before use - 

A1185 Probe Schmid & Partner 
Engineering AG ET3 DV6 1528 18 Jul 2011 12 

A2077 Probe Schmid & Partner 
Engineering AG ET3 DV4 3814 22 Sep 2011 12 

A1497 Amplifier Mini-Circuits zhl-42w 
(sma) e020105 Calibrated as 

part of system - 

A1566 SAM Phantom Schmid & Partner 
Engineering AG SAM a 002 

Calibrated 
before use 
 

- 

A1990 Digital Camera Samsung E515 A23WC90 
8A05431K - - 

A215 20 dB Attenuator Narda 766-20 9402 
Calibrated as 
part of system 
 

- 

A1531 Antenna AARONIA AG 7025 02458 - - 

C1145 Cable 
Rosenberger 
MICRO- 
COAX 

FA147A 
F003003030 41843-1 Calibrated as 

part of system - 
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RFI 
No. Instrument Manufacturer Type No. Serial No. Date Last 

Calibrated 
Cal. 
Interval 
(Months)

C1146 Cable Rosenberger 
MICRO-COAX 

FA147A 
F030003030 41752-1 Calibrated as 

part of system - 

G0528 Robot Power 
Supply 

Schmid & Partner 
Engineering AG DASY4 None Calibrated 

before use - 

G087 PSU Thurlby Thandar CPX200 100701 Calibrated 
before use - 

M1047 Robot Arm Staubli RX908 L 
F00/SD8 
9A1/A/01 

Calibrated 
before use - 

M1159 Signal Generator Agilent 
Technologies E8241A US42110332 

Internal 
Checked  
15 Aug 2011 

4 

M1159 Signal Generator Agilent 
Technologies E8241A US42110332 

Internal 
Checked  
15 Dec 2011 

4 

M1071 Spectrum 
Analyzer Agilent HP8590E 3647U00514  (Monitoring 

use only) - 

M1044 Diode Power 
Sensor Rohde & Schwarz NRV-Z1 893350/019 26 May 2011 12  

M265 Diode Power 
Sensor Rohde & Schwarz NRV-Z1 893350/017 26 May 2011 12  

M263 Dual Channel 
Power Meter Rohde & Schwarz NRVD 826558/004 25 May 2011 12  

M509 Thermometer 
Testo 110 
Immersion Probe & 
Thermometer 

Testo 110 03100047 25 May 2011 12 

M1270 Digital 
Thermometer RS N/A N/A 

Internal 
Checked  
13 May 2011 

12 

S256 SAR Lab RFI Site 56 N/A Calibrated 
before use - 
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A.1.1. Calibration Certificates 
This section contains the calibration certificates and data for the Probe(s) and Dipole(s) used, which 
are not included in the total number of pages for this report. 
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