
To whom it may concern: 
 
TMC  sincerely  apologize  for  mistakenly  using  the  inappropriate  E‐field  probe  calibration 
information in the SAR test reports during 2009‐2012.   
 
SPEAG  has  recalibrated  all  the  E‐field  probes  involving  in  the  issue  and  made  uncertainty 
evaluation and analysis of the probes. A series of comparison tests were also carried out under 
the instruction of FCC. The recalibration and the comparison tests demonstrated that the TMC’s 
test results in the SAR test reports were within the acceptable range. 
 
This  statement  together  with  its  two  appendix  (Appendix  A:  SPEAG’s  new  calibration 
certifications  and  Appendix  B:  SPEAG’s  Evaluation  report)  will  replace  the  original  probe 
calibration certification in the related test reports . 
 
TMC  will  work  closely  together  with  FCC,  TCBs  and  SPEAG  to  secure  probe  calibration  and 
verification procedure. Through all the measures, TMC will ensure that the matter will not recur.   
 
I am sincerely sorry about all the confusions and inconvenience caused. For any further questions, 
you may contact me freely. 
 
Sincerely yours, 
Bingsong LU,   
(Signature)   
 
 
 
Deputy Director of TMC 
 
Appendix: 
A: SPEAG’s new calibration certifications 
B: SPEAG’s Evaluation report 
 






























	Appendix A SPEAG’s new calibration certifications.pdf
	3149-1.jpg
	3149-2.jpg
	3149-3.jpg
	3149-4.jpg
	3149-5.jpg
	3149-6.jpg
	3149-7.jpg
	3149-8.jpg
	3149-9.jpg
	3149-10.jpg
	3149-11.jpg


