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Appendix C 
 

Calibration certificate  
 

1. Dipole 

D5GHzV2 - SN 1095(2019/06/14) 

2. DAE 

DAE4-SN 1245(2021/05/19) 

3. Probe 

EX3DV4-SN 3798(2021/05/31) 
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Dipole D5GHzV2 SN 1095 for 5250MHz 

Head Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2019/6/14 -31.6 / 49.3 / 

2020/6/13 -32.4 2.53% 50.5 1.2Ω 

2021/6/12 -32.6 3.16% 50.7 1.4Ω 

Body Liquid 

Date of Measurement Return Loss(dB) Δ % Impedance (Ω) ΔΩ 

2019/6/14 -34.5 / 48.5 / 

2020/6/13 -35.2 2.03% 49.9 1.4Ω 

2021/6/12 -35.4 2.61% 45 1.5Ω 

 

 


