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Declaration letter 

 
 
FCC ID: SSH‐SYNK4KRX 
Product Description: SYNK 4K Wireless Receiver 
Model: SYNK 4K (0240031075) 
 
 
We, Stryker Endoscopy, declare that the original test reports of the AMN42012 module, FCC ID: 
VQSAMN42012, accurately represents test results under the new application SYNK 4K Wireless 
Receiver, FCC ID: SSH‐SYNK4KRX.  
 
The AMN42012 module (FCC ID: VQSAMN42012) is used and integrated according module supplier 
application notes and represents the new device, SYNK 4K Wireless Receiver, FCC ID: SSH‐SYNK4KRX. 
 
The following list shows the module with the referring FCC ID and the associated FCC Test reports: 
 
Module Model: AMN42012  
FCC ID: VQSAMN42012 Date of Grant: 02/17/2020) 
Name of Grantee: Amimon Ltd. 
FCC Test Reports: 
EMC101258A‐FCC407 UNII 1 Rev. 6 
EMC101258A‐FCC407 UNII 2 DFS Rev. 2 
EMC101258A‐FCC407 UNII 2 Rev. 5 
EMC101258A‐FCC407 UNII 3 Rev. 5 
 
 
If you have any question or concerns, please contact us. 
 
 
 
Steven Maulick     
Stryker Endoscopy 
Director, Engineering Services 
steve.maulick@stryker.com 
 
Stryker Endoscopy 
5900 Optical Court 
San Jose, CA 95138 

 
 


