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Test setup semi anechoic chamber
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Test setup semi anechoic chamber (10 MHz to 30 MHz)
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Test setup semi anechoic chamber (30 MHz to 1 GHz)
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Test setup fully anechoic chamber



Annex A Test Setup Photos

Examiner: Thomas KÜHN Report Number: F212055E1
Date of issue: 20.12.2021 Order Number:  21-112055 page 5 of 9

Test setup fully anechoic chamber (1 GHz to 12 GHz)
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Test setup semi anechoic chamber (12 GHz to 40 GHz)
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Test setup semi anechoic chamber (40 GHz to 60 GHz)
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Test setup shielded chamber
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Used AC/DC adaptor for conducted emissions on power supply line


