
















 

   

 

 

Return Loss and Impedance Indicated By Head Tissue 

Meas. Items Original Value Current Value Deviation 

Return Loss(dB) -28.040 -32.17 -14.73% 

Impedance 53.281Ω + 2.445jΩ 50.10Ω + 2.47jΩ 
-3.181Ω 

Real part 

0.025Ω 

Imaginary part 

Test Date: 2019/05/13 

 

 

 



 

   

Return Loss and Impedance Indicated By Body Tissue 

Meas. Items Original Value Current Value Deviation 

Return Loss(dB) -28.157 -28.15 -0.01% 

Impedance 49.783Ω + 3.897jΩ 47.56Ω + 2.96jΩ 
-2.223Ω 

Real part 

-0.937Ω 

Imaginary part 

Test Date: 2019/05/13 
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